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Job Narrative

680-58954-1 / SDG KSX026 Final Report

Receipt 

Method(s) 8260B: The following sample(s) was received with two of the three submitted vials broken for volatiles analysis:  : 

WGK-GWC-GWC-7-12-W(680-58954-4).  The remaining vial contained headspace in the sample vial and results mnay be biased low. 

All other samples were received in good condition within temperature requirements.

GC/MS VOA 

Method(s) 8260B: Due to the level of dilution required for the following sample(s), surrogate recoveries are not reported: 

WGK-BIGMO-ISA-03S-7.5-8.5 (680-58954-7),  WGK-BIGMO-ISA-08S-7.5-8.5 (680-58954-8), WGK-BIGMO-ISA-101S-7.5-8.5 

(680-58954-11).

Method(s) 8260B: Due to the high concentration of benzene, the matrix spike / matrix spike duplicate (MS/MSD) for batch 173277 could 

not be evaluated for accuracy and precision.  The associated laboratory control sample (LCS) met acceptance criteria.

Method(s) 8260B: A full list spike was utilized for this method.  Due to the large number of spiked analytes, there is a high probability that 

one or more analytes will recover outside acceptance limits.  The laboratory's SOP allows for four analytes to recover outside criteria for 

this method when a full list spike is utilized.  The  LCS associated with batch 173601 had two analytes outside control limits; therefore, 

re-extraction/re-analysis was not performed.  These results have been reported and qualified.

Method(s) 8260B: The method blank for batch 173362 contained iodomethane above the method detection limit.  This target analyte 

concentration was less than the reporting limit (RL); therefore, re-extraction and/or re-analysis of samples was not performed.

Method(s) 8260B: The continuing calibration verification (CCV) for analytical batch 173165 exceeded control criteria for iodomethane and 

pentachloroethane.  The data have been qualified and reported.

Method(s) 8260B: The continuing calibration verification (CCV) for analytical batch 173277 exceeded control criteria for iodomethane.  

The data have been qualified and reported.

Method(s) 8260B: The continuing calibration verification (CCV) for pentachloroethane recovered above the upper control limit.  The 

samples associated with this CCV were non-detects for the affected analytes; therefore, the data have been reported.

Method(s) 8260B: Manual integration was performed on the following sample(s):  LCSD 680-173764/5 and CCVIS 680-173362/18. 

No other analytical or quality issues were noted.

GC/MS Semi VOA 

Method(s) 8270C: The following sample(s) was diluted due to the nature of the sample matrix: WGK-GWB-GWB-7-12-W (680-58954-3).  

Elevated reporting limits (RLs) are provided.

Method(s) 8270C: The following sample(s) contained one acid and/or one base surrogate outside acceptance limits: 

WGK-GWB-GWB-7-12-W (680-58954-3).   The laboratory's SOP allows one acid surrogate and/or one base surrogate to be outside 

acceptance limits; therefore, re-extraction/re-analysis was not performed.  These results have been reported and qualified.

Method(s) 8270C: Sample WGK-GWB-GWB-7-12-W (680-58954-3)  was diluted due to the abundance of target analytes.  As such, 

surrogate recoveries are not reported, and elevated reporting limits (RLs) are provided.

Method(s) 8270C: The grand mean exception, as outlined in EPA Method 8000B, was applied to the initial calibration (ICAL).  This rule 

states that when one or more compounds in the ICAL fail to meet acceptance criteria, the initial calibration (ICAL) may be used for 

quantitation if the average %RSD (the grand mean) of all the compounds in the ICAL is less than or equal to 15 %RSD.

No other analytical or quality issues were noted.

General Chemistry 

No analytical or quality issues were noted.

Comments

No additional comments. 

No analytical or quality issues were noted.
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METHOD SUMMARY

Job Number: 680-58954-1Client: Solutia Inc.

Sdg Number: KSX026

Preparation MethodMethodLab LocationDescription

Matrix Solid

SW846 8260BVolatile Organic Compounds (GC/MS) TAL SAV

SW846 5035TAL SAVClosed System Purge and Trap

Matrix Waste

SW846 8260BVolatile Organic Compounds (GC/MS) TAL SAV

SW846 5030BTAL SAVPurge and Trap

Matrix Water

SW846 8260BVolatile Organic Compounds (GC/MS) TAL SAV

SW846 5030BTAL SAVPurge and Trap

SW846 8270CSemivolatile Compounds by Gas Chromatography/Mass 

Spectrometry (GC/MS)

TAL SAV

SW846 3520CTAL SAVLiquid-Liquid Extraction (Continuous)

Lab References:

TAL SAV = TestAmerica Savannah

Method References:

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its 

Updates.

TestAmerica Savannah
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METHOD / ANALYST  SUMMARY

Client:   Solutia Inc. Job Number:   680-58954-1

Method Analyst Analyst ID

Sdg Number:  KSX026

Bearden, Robert RBSW846   8260B

Sokolin, Eleina ESSW846   8260B

Chamberlain, Kim KACSW846   8270C

TestAmerica Savannah
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SAMPLE SUMMARY

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample IDLab Sample ID Client Matrix

Date/Time 

Sampled

Date/Time 

Received

06/28/2010  1455 06/29/2010  1126WGK-GWA-GWA-7-12-W680-58954-1 Waste

06/28/2010  1510 06/29/2010  1126WGK-GWA-GWB-7-12-W680-58954-2 Water

06/28/2010  1535 06/29/2010  1126WGK-GWB-GWB-7-12-W680-58954-3 Water

06/28/2010  1535 06/29/2010  1126WGK-GWB-GWB-7-12-W680-58954-3MS Water

06/28/2010  1535 06/29/2010  1126WGK-GWB-GWB-7-12-W680-58954-3MSD Water

06/28/2010  1610 06/29/2010  1126WGK-GWC-GWC-7-12-W680-58954-4 Waste

06/28/2010  1650 06/29/2010  1126WGK-GWD-GWD-7-12-W680-58954-5 Waste

06/28/2010  0000 06/29/2010  1126Trip Blank680-58954-6TB Water

06/28/2010  1010 06/29/2010  1126WGK-BIGMO-ISA-03S-7.5

-8.5

680-58954-7 Solid

06/28/2010  1040 06/29/2010  1126WGK-BIGMO-ISA-08S-7.5

-8.5

680-58954-8 Solid

06/28/2010  1025 06/29/2010  1126WGK-BIGMO-ISA-102S-7.

5-8.5

680-58954-9 Solid

06/28/2010  1035 06/29/2010  1126WGK-BIGMO-ISA-118S-7.

5-8.5

680-58954-10 Solid

06/28/2010  1055 06/29/2010  1126WGK-BIGMO-ISA-101S-7.

5-8.5

680-58954-11 Solid

06/28/2010  0000 06/29/2010  1126Trip Blank680-58954-12TB Water

06/28/2010  1455 06/29/2010  1126WGK-GWA-GWA-7-12-W680-58954-14 Water

06/28/2010  1610 06/29/2010  1126WGK-GWC-GWC-7-12-W680-58954-15 Water

06/28/2010  1650 06/29/2010  1126WGK-GWD-GWD-7-12-W680-58954-16 Water

TestAmerica Savannah
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SAMPLE RESULTS

TestAmerica Savannah
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWA-GWA-7-12-W

Client Matrix:

680-58954-1

Waste

Date Sampled:  06/28/2010 1455

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1000

07/02/2010  1359

1000

8260B Analysis Batch: 680-173277

Prep Batch: 680-173283

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0542.d

1   g

10   mL

5030B

MSO

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier MDL RL

500000 U 500000500000Acetone

2000000 U 20000002000000Acetonitrile

1000000 U 10000001000000Acrolein

1000000 U 10000001000000Acrylonitrile

1400000 5000050000Benzene

50000 U 5000050000Dichlorobromomethane

50000 U 5000050000Bromoform

50000 U 5000050000Bromomethane

250000 U 2500002500002-Butanone (MEK)

50000 U 5000050000Carbon disulfide

50000 U 5000050000Carbon tetrachloride

50000 U 5000050000Chlorobenzene

50000 U 50000500002-Chloro-1,3-butadiene

50000 U 5000050000Chloroethane

50000 U 5000050000Chloroform

50000 U 5000050000Chloromethane

50000 U 50000500003-Chloro-1-propene

50000 U 5000050000Chlorodibromomethane

100000 U 1000001000001,2-Dibromo-3-Chloropropane

50000 U 5000050000Ethylene Dibromide

50000 U 5000050000Dibromomethane

50000 U 50000500001,2-Dichlorobenzene

50000 U 50000500001,3-Dichlorobenzene

50000 U 50000500001,4-Dichlorobenzene

100000 U 100000100000trans-1,4-Dichloro-2-butene

50000 U 5000050000Dichlorodifluoromethane

50000 U 50000500001,1-Dichloroethane

50000 U 50000500001,2-Dichloroethane

50000 U 5000050000trans-1,2-Dichloroethene

50000 U 50000500001,1-Dichloroethene

50000 U 50000500001,2-Dichloropropane

50000 U 5000050000cis-1,3-Dichloropropene

50000 U 5000050000trans-1,3-Dichloropropene

50000 U 5000050000Ethylbenzene

50000 U 5000050000Ethyl methacrylate

250000 U 2500002500002-Hexanone

50000 U 5000050000Iodomethane

2000000 U 20000002000000Isobutyl alcohol

1000000 U 10000001000000Methacrylonitrile

50000 U 5000050000Methylene Chloride

100000 U 100000100000Methyl methacrylate

250000 U 2500002500004-Methyl-2-pentanone (MIBK)

250000 U 250000250000Pentachloroethane

1000000 U 10000001000000Propionitrile

50000 U 5000050000Styrene

50000 U 50000500001,1,1,2-Tetrachloroethane
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWA-GWA-7-12-W

Client Matrix:

680-58954-1

Waste

Date Sampled:  06/28/2010 1455

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1000

07/02/2010  1359

1000

8260B Analysis Batch: 680-173277

Prep Batch: 680-173283

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0542.d

1   g

10   mL

5030B

MSO

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier MDL RL

50000 U 50000500001,1,2,2-Tetrachloroethane

50000 U 5000050000Tetrachloroethene

50000 U 5000050000Toluene

50000 U 50000500001,1,1-Trichloroethane

50000 U 50000500001,1,2-Trichloroethane

50000 U 5000050000Trichloroethene

50000 U 5000050000Trichlorofluoromethane

50000 U 50000500001,2,3-Trichloropropane

100000 U 100000100000Vinyl acetate

50000 U 5000050000Vinyl chloride

100000 U 100000100000Xylenes, Total

Surrogate %Rec Acceptance LimitsQualifier

99 50 - 1504-Bromofluorobenzene

106 50 - 150Dibromofluoromethane

102 50 - 150Toluene-d8 (Surr)
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWA-GWB-7-12-W

Client Matrix:

680-58954-2

Water

Date Sampled:  06/28/2010 1510

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1420

07/02/2010  1420

10000

8260B Analysis Batch: 680-173277

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0543.d

5   mL

5   mL

5030B

MSO

Analyte Result (ug/L) Qualifier MDL RL

250000 U 25000050000Acetone

400000 U 400000100000Acetonitrile

200000 U 20000074000Acrolein

200000 U 20000072000Acrylonitrile

1400000 100002500Benzene

10000 U 100005000Bromoform

10000 U 100008000Bromomethane

100000 U 100000100002-Butanone (MEK)

20000 U 200006000Carbon disulfide

10000 U 100005000Carbon tetrachloride

6300 J 100002500Chlorobenzene

10000 U 1000030002-Chloro-1,3-butadiene

10000 U 100001000Chlorodibromomethane

10000 U 1000010000Chloroethane

10000 U 100001400Chloroform

10000 U 100003300Chloromethane

10000 U 1000020003-Chloro-1-propene

10000 U 100001100cis-1,3-Dichloropropene

10000 U 1000044001,2-Dibromo-3-Chloropropane

10000 U 100002000Dibromomethane

10000 U 1000021001,2-Dichlorobenzene

10000 U 1000025001,3-Dichlorobenzene

10000 U 1000028001,4-Dichlorobenzene

10000 U 100002500Dichlorobromomethane

10000 U 100002500Dichlorodifluoromethane

10000 U 1000025001,1-Dichloroethane

10000 U 1000010001,2-Dichloroethane

10000 U 1000011001,1-Dichloroethene

10000 U 1000013001,2-Dichloropropane

10000 U 100001100Ethylbenzene

10000 U 100002500Ethylene Dibromide

10000 U 100002500Ethyl methacrylate

100000 U 100000100002-Hexanone

50000 U 5000010000Iodomethane

400000 U 400000110000Isobutyl alcohol

200000 U 20000033000Methacrylonitrile

50000 U 5000010000Methylene Chloride

10000 U 100004800Methyl methacrylate

100000 U 100000100004-Methyl-2-pentanone (MIBK)

50000 U 5000012000Pentachloroethane

200000 U 20000046000Propionitrile

10000 U 100001100Styrene

10000 U 1000033001,1,1,2-Tetrachloroethane

10000 U 1000018001,1,2,2-Tetrachloroethane

10000 U 100001500Tetrachloroethene

10000 U 100003300Toluene
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWA-GWB-7-12-W

Client Matrix:

680-58954-2

Water

Date Sampled:  06/28/2010 1510

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1420

07/02/2010  1420

10000

8260B Analysis Batch: 680-173277

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0543.d

5   mL

5   mL

5030B

MSO

Analyte Result (ug/L) Qualifier MDL RL

20000 U 200005000trans-1,4-Dichloro-2-butene

10000 U 100002000trans-1,2-Dichloroethene

10000 U 100002100trans-1,3-Dichloropropene

10000 U 1000050001,1,1-Trichloroethane

10000 U 1000013001,1,2-Trichloroethane

10000 U 100001300Trichloroethene

10000 U 100002500Trichlorofluoromethane

10000 U 1000041001,2,3-Trichloropropane

20000 U 200002800Vinyl acetate

10000 U 100001800Vinyl chloride

20000 U 200002000Xylenes, Total

Surrogate %Rec Acceptance LimitsQualifier

96 75 - 1204-Bromofluorobenzene

109 75 - 121Dibromofluoromethane

101 75 - 120Toluene-d8 (Surr)
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWB-GWB-7-12-W

Client Matrix:

680-58954-3

Water

Date Sampled:  06/28/2010 1535

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1257

07/02/2010  1257

5000

8260B Analysis Batch: 680-173277

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0539.d

5   mL

5   mL

5030B

MSO

Analyte Result (ug/L) Qualifier MDL RL

120000 U 12000025000Acetone

200000 U 20000050000Acetonitrile

100000 U 10000037000Acrolein

100000 U 10000036000Acrylonitrile

920000 50001200Benzene

5000 U 50002500Bromoform

5000 U 50004000Bromomethane

50000 U 5000050002-Butanone (MEK)

10000 U 100003000Carbon disulfide

5000 U 50002500Carbon tetrachloride

140000 50001200Chlorobenzene

5000 U 500015002-Chloro-1,3-butadiene

5000 U 5000500Chlorodibromomethane

5000 U 50005000Chloroethane

5000 U 5000700Chloroform

5000 U 50001600Chloromethane

5000 U 500010003-Chloro-1-propene

5000 U 5000550cis-1,3-Dichloropropene

5000 U 500022001,2-Dibromo-3-Chloropropane

5000 U 50001000Dibromomethane

5000 U 500010001,2-Dichlorobenzene

5000 U 500012001,3-Dichlorobenzene

5000 U 500014001,4-Dichlorobenzene

5000 U 50001200Dichlorobromomethane

5000 U 50001200Dichlorodifluoromethane

5000 U 500012001,1-Dichloroethane

5000 U 50005001,2-Dichloroethane

5000 U 50005501,1-Dichloroethene

5000 U 50006501,2-Dichloropropane

5000 U 5000550Ethylbenzene

5000 U 50001200Ethylene Dibromide

5000 U 50001200Ethyl methacrylate

50000 U 5000050002-Hexanone

25000 U 250005000Iodomethane

200000 U 20000055000Isobutyl alcohol

100000 U 10000016000Methacrylonitrile

25000 U 250005000Methylene Chloride

5000 U 50002400Methyl methacrylate

50000 U 5000050004-Methyl-2-pentanone (MIBK)

25000 U 250006000Pentachloroethane

100000 U 10000023000Propionitrile

5000 U 5000550Styrene

5000 U 500016001,1,1,2-Tetrachloroethane

5000 U 50009001,1,2,2-Tetrachloroethane

5000 U 5000750Tetrachloroethene

5000 U 50001600Toluene
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWB-GWB-7-12-W

Client Matrix:

680-58954-3

Water

Date Sampled:  06/28/2010 1535

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1257

07/02/2010  1257

5000

8260B Analysis Batch: 680-173277

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0539.d

5   mL

5   mL

5030B

MSO

Analyte Result (ug/L) Qualifier MDL RL

10000 U 100002500trans-1,4-Dichloro-2-butene

5000 U 50001000trans-1,2-Dichloroethene

5000 U 50001000trans-1,3-Dichloropropene

5000 U 500025001,1,1-Trichloroethane

5000 U 50006501,1,2-Trichloroethane

5000 U 5000650Trichloroethene

5000 U 50001200Trichlorofluoromethane

5000 U 500020001,2,3-Trichloropropane

10000 U 100001400Vinyl acetate

5000 U 5000900Vinyl chloride

10000 U 100001000Xylenes, Total

Surrogate %Rec Acceptance LimitsQualifier

97 75 - 1204-Bromofluorobenzene

105 75 - 121Dibromofluoromethane

102 75 - 120Toluene-d8 (Surr)
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWC-GWC-7-12-W

Client Matrix:

680-58954-4

Waste

Date Sampled:  06/28/2010 1610

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1000

07/02/2010  1317

500

8260B Analysis Batch: 680-173277

Prep Batch: 680-173283

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0540.d

1   g

10   mL

5030B

MSO

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier MDL RL

250000 U 250000250000Acetone

1000000 U 10000001000000Acetonitrile

500000 U 500000500000Acrolein

500000 U 500000500000Acrylonitrile

210000 2500025000Benzene

25000 U 2500025000Dichlorobromomethane

25000 U 2500025000Bromoform

25000 U 2500025000Bromomethane

120000 U 1200001200002-Butanone (MEK)

25000 U 2500025000Carbon disulfide

25000 U 2500025000Carbon tetrachloride

25000 U 2500025000Chlorobenzene

25000 U 25000250002-Chloro-1,3-butadiene

25000 U 2500025000Chloroethane

25000 U 2500025000Chloroform

25000 U 2500025000Chloromethane

25000 U 25000250003-Chloro-1-propene

25000 U 2500025000Chlorodibromomethane

50000 U 50000500001,2-Dibromo-3-Chloropropane

25000 U 2500025000Ethylene Dibromide

25000 U 2500025000Dibromomethane

25000 U 25000250001,2-Dichlorobenzene

25000 U 25000250001,3-Dichlorobenzene

25000 U 25000250001,4-Dichlorobenzene

50000 U 5000050000trans-1,4-Dichloro-2-butene

25000 U 2500025000Dichlorodifluoromethane

25000 U 25000250001,1-Dichloroethane

25000 U 25000250001,2-Dichloroethane

25000 U 2500025000trans-1,2-Dichloroethene

25000 U 25000250001,1-Dichloroethene

25000 U 25000250001,2-Dichloropropane

25000 U 2500025000cis-1,3-Dichloropropene

25000 U 2500025000trans-1,3-Dichloropropene

25000 U 2500025000Ethylbenzene

25000 U 2500025000Ethyl methacrylate

120000 U 1200001200002-Hexanone

25000 U 2500025000Iodomethane

1000000 U 10000001000000Isobutyl alcohol

500000 U 500000500000Methacrylonitrile

25000 U 2500025000Methylene Chloride

50000 U 5000050000Methyl methacrylate

120000 U 1200001200004-Methyl-2-pentanone (MIBK)

120000 U 120000120000Pentachloroethane

500000 U 500000500000Propionitrile

25000 U 2500025000Styrene

25000 U 25000250001,1,1,2-Tetrachloroethane
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWC-GWC-7-12-W

Client Matrix:

680-58954-4

Waste

Date Sampled:  06/28/2010 1610

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1000

07/02/2010  1317

500

8260B Analysis Batch: 680-173277

Prep Batch: 680-173283

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0540.d

1   g

10   mL

5030B

MSO

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier MDL RL

25000 U 25000250001,1,2,2-Tetrachloroethane

25000 U 2500025000Tetrachloroethene

25000 U 2500025000Toluene

25000 U 25000250001,1,1-Trichloroethane

25000 U 25000250001,1,2-Trichloroethane

25000 U 2500025000Trichloroethene

25000 U 2500025000Trichlorofluoromethane

25000 U 25000250001,2,3-Trichloropropane

50000 U 5000050000Vinyl acetate

25000 U 2500025000Vinyl chloride

50000 U 5000050000Xylenes, Total

Surrogate %Rec Acceptance LimitsQualifier

96 50 - 1504-Bromofluorobenzene

108 50 - 150Dibromofluoromethane

103 50 - 150Toluene-d8 (Surr)
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWD-GWD-7-12-W

Client Matrix:

680-58954-5

Waste

Date Sampled:  06/28/2010 1650

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1000

07/02/2010  1501

100

8260B Analysis Batch: 680-173277

Prep Batch: 680-173283

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0545.d

1   g

10   mL

5030B

MSO

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier MDL RL

50000 U 5000050000Acetone

200000 U 200000200000Acetonitrile

100000 U 100000100000Acrolein

100000 U 100000100000Acrylonitrile

8200 50005000Benzene

5000 U 50005000Dichlorobromomethane

5000 U 50005000Bromoform

5000 U 50005000Bromomethane

25000 U 25000250002-Butanone (MEK)

5000 U 50005000Carbon disulfide

5000 U 50005000Carbon tetrachloride

92000 50005000Chlorobenzene

5000 U 500050002-Chloro-1,3-butadiene

5000 U 50005000Chloroethane

5000 U 50005000Chloroform

5000 U 50005000Chloromethane

5000 U 500050003-Chloro-1-propene

5000 U 50005000Chlorodibromomethane

10000 U 10000100001,2-Dibromo-3-Chloropropane

5000 U 50005000Ethylene Dibromide

5000 U 50005000Dibromomethane

5000 U 500050001,2-Dichlorobenzene

5000 U 500050001,3-Dichlorobenzene

5000 U 500050001,4-Dichlorobenzene

10000 U 1000010000trans-1,4-Dichloro-2-butene

5000 U 50005000Dichlorodifluoromethane

5000 U 500050001,1-Dichloroethane

5000 U 500050001,2-Dichloroethane

5000 U 50005000trans-1,2-Dichloroethene

5000 U 500050001,1-Dichloroethene

5000 U 500050001,2-Dichloropropane

5000 U 50005000cis-1,3-Dichloropropene

5000 U 50005000trans-1,3-Dichloropropene

5000 U 50005000Ethylbenzene

5000 U 50005000Ethyl methacrylate

25000 U 25000250002-Hexanone

5000 U 50005000Iodomethane

200000 U 200000200000Isobutyl alcohol

100000 U 100000100000Methacrylonitrile

5000 U 50005000Methylene Chloride

10000 U 1000010000Methyl methacrylate

25000 U 25000250004-Methyl-2-pentanone (MIBK)

25000 U 2500025000Pentachloroethane

100000 U 100000100000Propionitrile

5000 U 50005000Styrene

5000 U 500050001,1,1,2-Tetrachloroethane
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWD-GWD-7-12-W

Client Matrix:

680-58954-5

Waste

Date Sampled:  06/28/2010 1650

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1000

07/02/2010  1501

100

8260B Analysis Batch: 680-173277

Prep Batch: 680-173283

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0545.d

1   g

10   mL

5030B

MSO

Analyte DryWt Corrected: N Result (ug/Kg) Qualifier MDL RL

5000 U 500050001,1,2,2-Tetrachloroethane

5000 U 50005000Tetrachloroethene

5000 U 50005000Toluene

5000 U 500050001,1,1-Trichloroethane

5000 U 500050001,1,2-Trichloroethane

5000 U 50005000Trichloroethene

5000 U 50005000Trichlorofluoromethane

5000 U 500050001,2,3-Trichloropropane

10000 U 1000010000Vinyl acetate

5000 U 50005000Vinyl chloride

10000 U 1000010000Xylenes, Total

Surrogate %Rec Acceptance LimitsQualifier

95 50 - 1504-Bromofluorobenzene

110 50 - 150Dibromofluoromethane

102 50 - 150Toluene-d8 (Surr)
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

Trip Blank

Client Matrix:

680-58954-6TB

Water

Date Sampled:  06/28/2010 0000

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/01/2010  1345

07/01/2010  1345

1.0

8260B Analysis Batch: 680-173165

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0481.d

5   mL

5   mL

5030B

MSO

Analyte Result (ug/L) Qualifier MDL RL

25 U 255.0Acetone

40 U 4010Acetonitrile

20 U 207.4Acrolein

20 U 207.2Acrylonitrile

1.0 U 1.00.25Benzene

1.0 U 1.00.50Bromoform

1.0 U 1.00.80Bromomethane

10 U 101.02-Butanone (MEK)

2.0 U 2.00.60Carbon disulfide

1.0 U 1.00.50Carbon tetrachloride

1.0 U 1.00.25Chlorobenzene

1.0 U 1.00.302-Chloro-1,3-butadiene

1.0 U 1.00.10Chlorodibromomethane

1.0 U 1.01.0Chloroethane

1.0 U 1.00.14Chloroform

1.0 U 1.00.33Chloromethane

1.0 U 1.00.203-Chloro-1-propene

1.0 U 1.00.11cis-1,3-Dichloropropene

1.0 U 1.00.441,2-Dibromo-3-Chloropropane

1.0 U 1.00.20Dibromomethane

1.0 U 1.00.211,2-Dichlorobenzene

1.0 U 1.00.251,3-Dichlorobenzene

1.0 U 1.00.281,4-Dichlorobenzene

1.0 U 1.00.25Dichlorobromomethane

1.0 U 1.00.25Dichlorodifluoromethane

1.0 U 1.00.251,1-Dichloroethane

1.0 U 1.00.101,2-Dichloroethane

1.0 U 1.00.111,1-Dichloroethene

1.0 U 1.00.131,2-Dichloropropane

1.0 U 1.00.11Ethylbenzene

1.0 U 1.00.25Ethylene Dibromide

1.0 U 1.00.25Ethyl methacrylate

10 U 101.02-Hexanone

5.0 U 5.01.0Iodomethane

40 U 4011Isobutyl alcohol

20 U 203.3Methacrylonitrile

5.0 U 5.01.0Methylene Chloride

1.0 U 1.00.48Methyl methacrylate

10 U 101.04-Methyl-2-pentanone (MIBK)

5.0 U 5.01.2Pentachloroethane

20 U 204.6Propionitrile

1.0 U 1.00.11Styrene

1.0 U 1.00.331,1,1,2-Tetrachloroethane

1.0 U 1.00.181,1,2,2-Tetrachloroethane

1.0 U 1.00.15Tetrachloroethene

1.0 U 1.00.33Toluene
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

Trip Blank

Client Matrix:

680-58954-6TB

Water

Date Sampled:  06/28/2010 0000

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/01/2010  1345

07/01/2010  1345

1.0

8260B Analysis Batch: 680-173165

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0481.d

5   mL

5   mL

5030B

MSO

Analyte Result (ug/L) Qualifier MDL RL

2.0 U 2.00.50trans-1,4-Dichloro-2-butene

1.0 U 1.00.20trans-1,2-Dichloroethene

1.0 U 1.00.21trans-1,3-Dichloropropene

1.0 U 1.00.501,1,1-Trichloroethane

1.0 U 1.00.131,1,2-Trichloroethane

1.0 U 1.00.13Trichloroethene

1.0 U 1.00.25Trichlorofluoromethane

1.0 U 1.00.411,2,3-Trichloropropane

2.0 U 2.00.28Vinyl acetate

1.0 U 1.00.18Vinyl chloride

2.0 U 2.00.20Xylenes, Total

Surrogate %Rec Acceptance LimitsQualifier

96 75 - 1204-Bromofluorobenzene

111 75 - 121Dibromofluoromethane

102 75 - 120Toluene-d8 (Surr)
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-BIGMO-ISA-03S-7.5-8.5

Client Matrix: % Moisture: 25.4

680-58954-7

Solid

Date Sampled:  06/28/2010 1010

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

06/29/2010  1527

07/08/2010  1412

5000

8260B Analysis Batch: 680-173601

Prep Batch: 680-172905

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

m0415.d

5.7   g

10   g

5035

MSM

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL

590000 U 590000130000Acetone

2400000 U 2400000480000Acetonitrile

1200000 U 1200000280000Acrolein

1200000 U 1200000400000Acrylonitrile

1300000 590008600Benzene

59000 U 5900018000Bromoform

59000 U 5900018000Bromomethane

290000 U 290000280002-Butanone (MEK)

59000 U 5900013000Carbon disulfide

59000 U 590009800Carbon tetrachloride

59000 U 5900011000Chlorobenzene

59000 U 59000250002-Chloro-1,3-butadiene

59000 U 5900020000Chlorodibromomethane

59000 U 5900032000Chloroethane

59000 U 5900013000Chloroform

59000 U 5900012000Chloromethane

59000 U 59000260003-Chloro-1-propene

59000 U 590009800cis-1,3-Dichloropropene

120000 U 120000520001,2-Dibromo-3-Chloropropane

59000 U 5900020000Dibromomethane

59000 U * 59000150001,2-Dichlorobenzene

59000 U 59000190001,3-Dichlorobenzene

59000 U * 5900087001,4-Dichlorobenzene

59000 U 5900011000Dichlorobromomethane

59000 U 5900011000Dichlorodifluoromethane

59000 U 59000130001,1-Dichloroethane

59000 U 59000130001,2-Dichloroethane

59000 U 59000180001,1-Dichloroethene

59000 U 59000100001,2-Dichloropropane

59000 U 5900015000Ethylbenzene

59000 U 5900018000Ethylene Dibromide

59000 U 5900040000Ethyl methacrylate

290000 U 290000390002-Hexanone

59000 U 5900021000Iodomethane

2400000 U 2400000610000Isobutyl alcohol

1200000 U 1200000270000Methacrylonitrile

59000 U 5900012000Methylene Chloride

120000 U 12000053000Methyl methacrylate

290000 U 290000490004-Methyl-2-pentanone (MIBK)

290000 U 29000074000Pentachloroethane

1200000 U 1200000310000Propionitrile

59000 U 5900011000Styrene

59000 U 59000280001,1,1,2-Tetrachloroethane

59000 U 59000190001,1,2,2-Tetrachloroethane

59000 U 5900022000Tetrachloroethene

59000 U 590009900Toluene
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-BIGMO-ISA-03S-7.5-8.5

Client Matrix: % Moisture: 25.4

680-58954-7

Solid

Date Sampled:  06/28/2010 1010

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

06/29/2010  1527

07/08/2010  1412

5000

8260B Analysis Batch: 680-173601

Prep Batch: 680-172905

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

m0415.d

5.7   g

10   g

5035

MSM

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL

120000 U 12000034000trans-1,4-Dichloro-2-butene

59000 U 590007400trans-1,2-Dichloroethene

59000 U 5900010000trans-1,3-Dichloropropene

59000 U 5900069001,1,1-Trichloroethane

59000 U 59000150001,1,2-Trichloroethane

59000 U 5900015000Trichloroethene

59000 U 5900014000Trichlorofluoromethane

59000 U 59000280001,2,3-Trichloropropane

120000 U 12000029000Vinyl acetate

59000 U 5900018000Vinyl chloride

120000 U 12000013000Xylenes, Total

Surrogate %Rec Acceptance LimitsQualifier

0 65 - 124D4-Bromofluorobenzene

0 65 - 124DDibromofluoromethane

0 65 - 132DToluene-d8 (Surr)
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-BIGMO-ISA-08S-7.5-8.5

Client Matrix: % Moisture: 30.4

680-58954-8

Solid

Date Sampled:  06/28/2010 1040

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

06/29/2010  1527

07/09/2010  1858

400

8260B Analysis Batch: 680-173764

Prep Batch: 680-172905

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

m0432.d

5.5   g

10   g

5035

MSM

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL

52000 U 5200011000Acetone

210000 U 21000043000Acetonitrile

100000 U 10000025000Acrolein

100000 U 10000036000Acrylonitrile

81000 5200760Benzene

5200 U 52001600Bromoform

5200 U 52001600Bromomethane

26000 U 2600025002-Butanone (MEK)

5200 U 52001100Carbon disulfide

5200 U 5200870Carbon tetrachloride

5200 U 52001000Chlorobenzene

5200 U 520022002-Chloro-1,3-butadiene

5200 U 52001800Chlorodibromomethane

5200 U 52002800Chloroethane

5200 U 52001100Chloroform

5200 U 52001000Chloromethane

5200 U 520023003-Chloro-1-propene

5200 U 5200870cis-1,3-Dichloropropene

10000 U 1000046001,2-Dibromo-3-Chloropropane

5200 U 52001800Dibromomethane

5200 U 520014001,2-Dichlorobenzene

5200 U 520017001,3-Dichlorobenzene

5200 U 52007701,4-Dichlorobenzene

5200 U 52001000Dichlorobromomethane

5200 U 5200980Dichlorodifluoromethane

5200 U 520011001,1-Dichloroethane

5200 U 520011001,2-Dichloroethane

5200 U 520016001,1-Dichloroethene

5200 U 52009001,2-Dichloropropane

5200 U 52001400Ethylbenzene

5200 U 52001600Ethylene Dibromide

5200 U 52003600Ethyl methacrylate

26000 U 2600034002-Hexanone

5200 U 52001900Iodomethane

210000 U 21000054000Isobutyl alcohol

100000 U 10000024000Methacrylonitrile

5200 U 52001000Methylene Chloride

10000 U 100004700Methyl methacrylate

26000 U 2600044004-Methyl-2-pentanone (MIBK)

26000 U 260006600Pentachloroethane

100000 U 10000027000Propionitrile

5200 U 5200970Styrene

5200 U 520025001,1,1,2-Tetrachloroethane

5200 U 520017001,1,2,2-Tetrachloroethane

5200 U 52002000Tetrachloroethene

5200 U 5200880Toluene
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-BIGMO-ISA-08S-7.5-8.5

Client Matrix: % Moisture: 30.4

680-58954-8

Solid

Date Sampled:  06/28/2010 1040

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

06/29/2010  1527

07/09/2010  1858

400

8260B Analysis Batch: 680-173764

Prep Batch: 680-172905

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

m0432.d

5.5   g

10   g

5035

MSM

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL

10000 U 100003000trans-1,4-Dichloro-2-butene

5200 U 5200660trans-1,2-Dichloroethene

5200 U 5200910trans-1,3-Dichloropropene

5200 U 52006201,1,1-Trichloroethane

5200 U 520014001,1,2-Trichloroethane

5200 U 52001400Trichloroethene

5200 U 52001300Trichlorofluoromethane

5200 U 520025001,2,3-Trichloropropane

10000 U 100002600Vinyl acetate

5200 U 52001600Vinyl chloride

10000 U 100001100Xylenes, Total

Surrogate %Rec Acceptance LimitsQualifier

0 65 - 124D4-Bromofluorobenzene

0 65 - 124DDibromofluoromethane

0 65 - 132DToluene-d8 (Surr)
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-BIGMO-ISA-102S-7.5-8.5

Client Matrix: % Moisture: 25.3

680-58954-9

Solid

Date Sampled:  06/28/2010 1025

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

06/29/2010  1527

07/09/2010  1919

200

8260B Analysis Batch: 680-173764

Prep Batch: 680-172905

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

m0433.d

5.7   g

10   g

5035

MSM

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL

23000 U 230005200Acetone

94000 U 9400019000Acetonitrile

47000 U 4700011000Acrolein

47000 U 4700016000Acrylonitrile

34000 2300340Benzene

2300 U 2300700Bromoform

2300 U 2300700Bromomethane

12000 U 1200011002-Butanone (MEK)

2300 U 2300520Carbon disulfide

2300 U 2300390Carbon tetrachloride

2300 U 2300450Chlorobenzene

2300 U 23009902-Chloro-1,3-butadiene

2300 U 2300800Chlorodibromomethane

2300 U 23001300Chloroethane

2300 U 2300520Chloroform

2300 U 2300470Chloromethane

2300 U 230010003-Chloro-1-propene

2300 U 2300390cis-1,3-Dichloropropene

4700 U 470021001,2-Dibromo-3-Chloropropane

2300 U 2300800Dibromomethane

2300 U 23006101,2-Dichlorobenzene

2300 U 23007501,3-Dichlorobenzene

390 J 23003501,4-Dichlorobenzene

2300 U 2300460Dichlorobromomethane

2300 U 2300440Dichlorodifluoromethane

2300 U 23005201,1-Dichloroethane

2300 U 23005201,2-Dichloroethane

2300 U 23007001,1-Dichloroethene

2300 U 23004001,2-Dichloropropane

2300 U 2300610Ethylbenzene

2300 U 2300700Ethylene Dibromide

2300 U 23001600Ethyl methacrylate

12000 U 1200015002-Hexanone

2300 U 2300850Iodomethane

94000 U 9400024000Isobutyl alcohol

47000 U 4700011000Methacrylonitrile

2300 U 2300460Methylene Chloride

4700 U 47002100Methyl methacrylate

12000 U 1200020004-Methyl-2-pentanone (MIBK)

12000 U 120003000Pentachloroethane

47000 U 4700012000Propionitrile

2300 U 2300440Styrene

2300 U 230011001,1,1,2-Tetrachloroethane

2300 U 23007501,1,2,2-Tetrachloroethane

2300 U 2300890Tetrachloroethene

2300 U 2300390Toluene
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-BIGMO-ISA-102S-7.5-8.5

Client Matrix: % Moisture: 25.3

680-58954-9

Solid

Date Sampled:  06/28/2010 1025

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

06/29/2010  1527

07/09/2010  1919

200

8260B Analysis Batch: 680-173764

Prep Batch: 680-172905

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

m0433.d

5.7   g

10   g

5035

MSM

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL

4700 U 47001400trans-1,4-Dichloro-2-butene

2300 U 2300300trans-1,2-Dichloroethene

2300 U 2300410trans-1,3-Dichloropropene

2300 U 23002801,1,1-Trichloroethane

2300 U 23006101,1,2-Trichloroethane

2300 U 2300610Trichloroethene

2300 U 2300560Trichlorofluoromethane

2300 U 230011001,2,3-Trichloropropane

4700 U 47001200Vinyl acetate

2300 U 2300700Vinyl chloride

4700 U 4700520Xylenes, Total

Surrogate %Rec Acceptance LimitsQualifier

96 65 - 1244-Bromofluorobenzene

116 65 - 124Dibromofluoromethane

100 65 - 132Toluene-d8 (Surr)
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-BIGMO-ISA-118S-7.5-8.5

Client Matrix: % Moisture: 27.0

680-58954-10

Solid

Date Sampled:  06/28/2010 1035

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

06/29/2010  1527

07/09/2010  1940

100

8260B Analysis Batch: 680-173764

Prep Batch: 680-172905

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

m0434.d

5.3   g

10   g

5035

MSM

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL

13000 U 130002800Acetone

52000 U 5200011000Acetonitrile

26000 U 260006200Acrolein

26000 U 260008800Acrylonitrile

33000 1300190Benzene

1300 U 1300390Bromoform

1300 U 1300390Bromomethane

6500 U 65006202-Butanone (MEK)

1300 U 1300280Carbon disulfide

1300 U 1300210Carbon tetrachloride

1300 U 1300250Chlorobenzene

1300 U 13005402-Chloro-1,3-butadiene

1300 U 1300440Chlorodibromomethane

1300 U 1300700Chloroethane

1300 U 1300280Chloroform

1300 U 1300260Chloromethane

1300 U 13005703-Chloro-1-propene

1300 U 1300210cis-1,3-Dichloropropene

2600 U 260011001,2-Dibromo-3-Chloropropane

1300 U 1300440Dibromomethane

1300 U 13003401,2-Dichlorobenzene

1300 U 13004101,3-Dichlorobenzene

210 J 13001901,4-Dichlorobenzene

1300 U 1300250Dichlorobromomethane

1300 U 1300240Dichlorodifluoromethane

1300 U 13002801,1-Dichloroethane

1300 U 13002801,2-Dichloroethane

1300 U 13003901,1-Dichloroethene

1300 U 13002201,2-Dichloropropane

1300 U 1300340Ethylbenzene

1300 U 1300390Ethylene Dibromide

1300 U 1300880Ethyl methacrylate

6500 U 65008502-Hexanone

1300 U 1300470Iodomethane

52000 U 5200013000Isobutyl alcohol

26000 U 260005900Methacrylonitrile

1300 U 1300250Methylene Chloride

2600 U 26001200Methyl methacrylate

6500 U 650011004-Methyl-2-pentanone (MIBK)

6500 U 65001600Pentachloroethane

26000 U 260006700Propionitrile

1300 U 1300240Styrene

1300 U 13006201,1,1,2-Tetrachloroethane

1300 U 13004101,1,2,2-Tetrachloroethane

1300 U 1300490Tetrachloroethene

1300 U 1300220Toluene
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-BIGMO-ISA-118S-7.5-8.5

Client Matrix: % Moisture: 27.0

680-58954-10

Solid

Date Sampled:  06/28/2010 1035

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

06/29/2010  1527

07/09/2010  1940

100

8260B Analysis Batch: 680-173764

Prep Batch: 680-172905

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

m0434.d

5.3   g

10   g

5035

MSM

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL

2600 U 2600750trans-1,4-Dichloro-2-butene

1300 U 1300160trans-1,2-Dichloroethene

1300 U 1300220trans-1,3-Dichloropropene

1300 U 13001501,1,1-Trichloroethane

1300 U 13003401,1,2-Trichloroethane

1300 U 1300340Trichloroethene

1300 U 1300310Trichlorofluoromethane

1300 U 13006201,2,3-Trichloropropane

2600 U 2600650Vinyl acetate

1300 U 1300390Vinyl chloride

2600 U 2600280Xylenes, Total

Surrogate %Rec Acceptance LimitsQualifier

96 65 - 1244-Bromofluorobenzene

123 65 - 124Dibromofluoromethane

102 65 - 132Toluene-d8 (Surr)

TestAmerica Savannah Page 26 of 73



Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-BIGMO-ISA-101S-7.5-8.5

Client Matrix: % Moisture: 31.0

680-58954-11

Solid

Date Sampled:  06/28/2010 1055

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

06/29/2010  1527

07/09/2010  2001

500

8260B Analysis Batch: 680-173764

Prep Batch: 680-172905

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

m0435.d

6.0   g

10   g

5035

MSM

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL

60000 U 6000013000Acetone

240000 U 24000050000Acetonitrile

120000 U 12000029000Acrolein

120000 U 12000041000Acrylonitrile

170000 6000880Benzene

6000 U 60001800Bromoform

6000 U 60001800Bromomethane

30000 U 3000029002-Butanone (MEK)

6000 U 60001300Carbon disulfide

6000 U 60001000Carbon tetrachloride

6000 U 60001200Chlorobenzene

6000 U 600025002-Chloro-1,3-butadiene

6000 U 60002100Chlorodibromomethane

6000 U 60003300Chloroethane

6000 U 60001300Chloroform

6000 U 60001200Chloromethane

6000 U 600027003-Chloro-1-propene

6000 U 60001000cis-1,3-Dichloropropene

12000 U 1200053001,2-Dibromo-3-Chloropropane

6000 U 60002100Dibromomethane

6000 U 600016001,2-Dichlorobenzene

6000 U 600019001,3-Dichlorobenzene

2000 J 60008901,4-Dichlorobenzene

6000 U 60001200Dichlorobromomethane

6000 U 60001100Dichlorodifluoromethane

6000 U 600013001,1-Dichloroethane

6000 U 600013001,2-Dichloroethane

6000 U 600018001,1-Dichloroethene

6000 U 600010001,2-Dichloropropane

6000 U 60001600Ethylbenzene

6000 U 60001800Ethylene Dibromide

6000 U 60004100Ethyl methacrylate

30000 U 3000040002-Hexanone

6000 U 60002200Iodomethane

240000 U 24000063000Isobutyl alcohol

120000 U 12000028000Methacrylonitrile

6000 U 60001200Methylene Chloride

12000 U 120005400Methyl methacrylate

30000 U 3000051004-Methyl-2-pentanone (MIBK)

30000 U 300007600Pentachloroethane

120000 U 12000031000Propionitrile

6000 U 60001100Styrene

6000 U 600029001,1,1,2-Tetrachloroethane

6000 U 600019001,1,2,2-Tetrachloroethane

6000 U 60002300Tetrachloroethene

6000 U 60001000Toluene
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-BIGMO-ISA-101S-7.5-8.5

Client Matrix: % Moisture: 31.0

680-58954-11

Solid

Date Sampled:  06/28/2010 1055

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

06/29/2010  1527

07/09/2010  2001

500

8260B Analysis Batch: 680-173764

Prep Batch: 680-172905

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

m0435.d

6.0   g

10   g

5035

MSM

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL

12000 U 120003500trans-1,4-Dichloro-2-butene

6000 U 6000760trans-1,2-Dichloroethene

6000 U 60001100trans-1,3-Dichloropropene

6000 U 60007101,1,1-Trichloroethane

6000 U 600016001,1,2-Trichloroethane

6000 U 60001600Trichloroethene

6000 U 60001400Trichlorofluoromethane

6000 U 600029001,2,3-Trichloropropane

12000 U 120003000Vinyl acetate

6000 U 60001800Vinyl chloride

12000 U 120001300Xylenes, Total

Surrogate %Rec Acceptance LimitsQualifier

0 65 - 124D4-Bromofluorobenzene

0 65 - 124DDibromofluoromethane

0 65 - 132DToluene-d8 (Surr)
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

Trip Blank

Client Matrix:

680-58954-12TB

Water

Date Sampled:  06/28/2010 0000

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/01/2010  1413

07/01/2010  1413

1.0

8260B Analysis Batch: 680-173165

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0483.d

5   mL

5   mL

5030B

MSO

Analyte Result (ug/L) Qualifier MDL RL

25 U 255.0Acetone

40 U 4010Acetonitrile

20 U 207.4Acrolein

20 U 207.2Acrylonitrile

1.0 U 1.00.25Benzene

1.0 U 1.00.50Bromoform

1.0 U 1.00.80Bromomethane

10 U 101.02-Butanone (MEK)

2.0 U 2.00.60Carbon disulfide

1.0 U 1.00.50Carbon tetrachloride

1.0 U 1.00.25Chlorobenzene

1.0 U 1.00.302-Chloro-1,3-butadiene

1.0 U 1.00.10Chlorodibromomethane

1.0 U 1.01.0Chloroethane

1.0 U 1.00.14Chloroform

1.0 U 1.00.33Chloromethane

1.0 U 1.00.203-Chloro-1-propene

1.0 U 1.00.11cis-1,3-Dichloropropene

1.0 U 1.00.441,2-Dibromo-3-Chloropropane

1.0 U 1.00.20Dibromomethane

1.0 U 1.00.211,2-Dichlorobenzene

1.0 U 1.00.251,3-Dichlorobenzene

1.0 U 1.00.281,4-Dichlorobenzene

1.0 U 1.00.25Dichlorobromomethane

1.0 U 1.00.25Dichlorodifluoromethane

1.0 U 1.00.251,1-Dichloroethane

1.0 U 1.00.101,2-Dichloroethane

1.0 U 1.00.111,1-Dichloroethene

1.0 U 1.00.131,2-Dichloropropane

1.0 U 1.00.11Ethylbenzene

1.0 U 1.00.25Ethylene Dibromide

1.0 U 1.00.25Ethyl methacrylate

10 U 101.02-Hexanone

5.0 U 5.01.0Iodomethane

40 U 4011Isobutyl alcohol

20 U 203.3Methacrylonitrile

5.0 U 5.01.0Methylene Chloride

1.0 U 1.00.48Methyl methacrylate

10 U 101.04-Methyl-2-pentanone (MIBK)

5.0 U 5.01.2Pentachloroethane

20 U 204.6Propionitrile

1.0 U 1.00.11Styrene

1.0 U 1.00.331,1,1,2-Tetrachloroethane

1.0 U 1.00.181,1,2,2-Tetrachloroethane

1.0 U 1.00.15Tetrachloroethene

1.0 U 1.00.33Toluene
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

Trip Blank

Client Matrix:

680-58954-12TB

Water

Date Sampled:  06/28/2010 0000

Date Received: 06/29/2010 1126

8260B Volatile Organic Compounds (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/01/2010  1413

07/01/2010  1413

1.0

8260B Analysis Batch: 680-173165

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

o0483.d

5   mL

5   mL

5030B

MSO

Analyte Result (ug/L) Qualifier MDL RL

2.0 U 2.00.50trans-1,4-Dichloro-2-butene

1.0 U 1.00.20trans-1,2-Dichloroethene

1.0 U 1.00.21trans-1,3-Dichloropropene

1.0 U 1.00.501,1,1-Trichloroethane

1.0 U 1.00.131,1,2-Trichloroethane

1.0 U 1.00.13Trichloroethene

1.0 U 1.00.25Trichlorofluoromethane

1.0 U 1.00.411,2,3-Trichloropropane

2.0 U 2.00.28Vinyl acetate

1.0 U 1.00.18Vinyl chloride

2.0 U 2.00.20Xylenes, Total

Surrogate %Rec Acceptance LimitsQualifier

97 75 - 1204-Bromofluorobenzene

112 75 - 121Dibromofluoromethane

101 75 - 120Toluene-d8 (Surr)
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWA-GWB-7-12-W

Client Matrix:

680-58954-2

Water

Date Sampled:  06/28/2010 1510

Date Received: 06/29/2010 1126

8270C Semivolatile Compounds by Gas Chromatography/Mass Spectrometry (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1354

07/07/2010  1731

5.0

8270C Analysis Batch: 680-173489

Prep Batch: 680-173237

Injection Volume:

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

t4621.d

1060   mL

1   mL

1   uL

3520C

MST

Analyte Result (ug/L) Qualifier MDL RL

47 U 473.6Acenaphthene

47 U 474.0Acenaphthylene

47 U 473.3Anthracene

47 U 472.6Benzo[a]anthracene

47 U 473.3Benzo[a]pyrene

47 U 4712Benzo[b]fluoranthene

47 U 474.1Benzo[g,h,i]perylene

47 U 475.7Benzo[k]fluoranthene

2.5 J 472.4Chrysene

47 U 474.7Dibenz(a,h)anthracene

47 U 473.5Fluoranthene

47 U 474.5Fluorene

47 U 474.7Indeno[1,2,3-cd]pyrene

47 U 473.72-Methylnaphthalene

7.8 J 473.21-Methylnaphthalene

47 U 473.3Naphthalene

47 U 473.6Phenanthrene

47 U 473.0Pyrene

Surrogate %Rec Acceptance LimitsQualifier

49 50 - 113X2-Fluorobiphenyl

55 36 - 1102-Fluorophenol

61 45 - 112Nitrobenzene-d5

63 38 - 116Phenol-d5

12 10 - 121Terphenyl-d14

70 40 - 1392,4,6-Tribromophenol
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWB-GWB-7-12-W

Client Matrix:

680-58954-3

Water

Date Sampled:  06/28/2010 1535

Date Received: 06/29/2010 1126

8270C Semivolatile Compounds by Gas Chromatography/Mass Spectrometry (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1354

07/07/2010  1819

5.0

8270C Analysis Batch: 680-173489

Prep Batch: 680-173237

Injection Volume:

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

t4623.d

1050   mL

1   mL

1   uL

3520C

MST

Analyte Result (ug/L) Qualifier MDL RL

48 U 483.6Acenaphthene

48 U 484.0Acenaphthylene

48 U 483.3Anthracene

48 U 482.6Benzo[a]anthracene

48 U 483.4Benzo[a]pyrene

48 U 4812Benzo[b]fluoranthene

48 U 484.1Benzo[g,h,i]perylene

48 U 485.7Benzo[k]fluoranthene

48 U 482.4Chrysene

48 U 484.8Dibenz(a,h)anthracene

48 U 483.5Fluoranthene

48 U 484.6Fluorene

48 U 484.8Indeno[1,2,3-cd]pyrene

48 U 483.72-Methylnaphthalene

13 J 483.21-Methylnaphthalene

48 U 483.3Naphthalene

48 U 483.7Phenanthrene

48 U 483.0Pyrene

Surrogate %Rec Acceptance LimitsQualifier

22 50 - 113X2-Fluorobiphenyl

57 36 - 1102-Fluorophenol

60 45 - 112Nitrobenzene-d5

68 38 - 116Phenol-d5

10 10 - 121Terphenyl-d14

55 40 - 1392,4,6-Tribromophenol
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWA-GWA-7-12-W

Client Matrix:

680-58954-14

Water

Date Sampled:  06/28/2010 1455

Date Received: 06/29/2010 1126

8270C Semivolatile Compounds by Gas Chromatography/Mass Spectrometry (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1354

07/07/2010  1755

5.0

8270C Analysis Batch: 680-173489

Prep Batch: 680-173237

Injection Volume:

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

t4622.d

1030   mL

1   mL

1   uL

3520C

MST

Analyte Result (ug/L) Qualifier MDL RL

49 U 493.7Acenaphthene

49 U 494.1Acenaphthylene

49 U 493.3Anthracene

49 U 492.7Benzo[a]anthracene

49 U 493.4Benzo[a]pyrene

49 U 4913Benzo[b]fluoranthene

49 U 494.2Benzo[g,h,i]perylene

49 U 495.8Benzo[k]fluoranthene

49 U 492.5Chrysene

49 U 494.9Dibenz(a,h)anthracene

49 U 493.6Fluoranthene

49 U 494.7Fluorene

49 U 494.9Indeno[1,2,3-cd]pyrene

5.0 J 493.31-Methylnaphthalene

49 U 493.82-Methylnaphthalene

49 U 493.4Naphthalene

49 U 493.7Phenanthrene

49 U 493.1Pyrene

Surrogate %Rec Acceptance LimitsQualifier

11 10 - 121Terphenyl-d14

46 50 - 113X2-Fluorobiphenyl

64 45 - 112Nitrobenzene-d5
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWC-GWC-7-12-W

Client Matrix:

680-58954-15

Water

Date Sampled:  06/28/2010 1610

Date Received: 06/29/2010 1126

8270C Semivolatile Compounds by Gas Chromatography/Mass Spectrometry (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1354

07/07/2010  1843

10

8270C Analysis Batch: 680-173489

Prep Batch: 680-173237

Injection Volume:

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

t4624.d

1050   mL

1   mL

1   uL

3520C

MST

Analyte Result (ug/L) Qualifier MDL RL

95 U 957.2Acenaphthene

95 U 958.1Acenaphthylene

95 U 956.6Anthracene

95 U 955.2Benzo[a]anthracene

95 U 956.8Benzo[a]pyrene

95 U 9525Benzo[b]fluoranthene

95 U 958.3Benzo[g,h,i]perylene

95 U 9511Benzo[k]fluoranthene

95 U 954.9Chrysene

95 U 959.5Dibenz(a,h)anthracene

95 U 957.0Fluoranthene

95 U 959.1Fluorene

95 U 959.5Indeno[1,2,3-cd]pyrene

47 J 956.41-Methylnaphthalene

14 J 957.42-Methylnaphthalene

95 U 956.7Naphthalene

95 U 957.3Phenanthrene

95 U 956.0Pyrene

Surrogate %Rec Acceptance LimitsQualifier

0 10 - 121DTerphenyl-d14

0 50 - 113D2-Fluorobiphenyl

0 45 - 112DNitrobenzene-d5
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Analytical Data

Client:   Solutia Inc. Job Number:   680-58954-1

Sdg Number:  KSX026

Client Sample ID:

Lab Sample ID:

WGK-GWD-GWD-7-12-W

Client Matrix:

680-58954-16

Water

Date Sampled:  06/28/2010 1650

Date Received: 06/29/2010 1126

8270C Semivolatile Compounds by Gas Chromatography/Mass Spectrometry (GC/MS)

Method:

Date Prepared:

Date Analyzed:

Dilution:

Preparation:

07/02/2010  1354

07/07/2010  1907

10

8270C Analysis Batch: 680-173489

Prep Batch: 680-173237

Injection Volume:

Final Weight/Volume:

Initial Weight/Volume:

Lab File ID:

Instrument ID:

t4625.d

1050   mL

1   mL

1   uL

3520C

MST

Analyte Result (ug/L) Qualifier MDL RL

95 U 957.2Acenaphthene

95 U 958.1Acenaphthylene

95 U 956.6Anthracene

95 U 955.2Benzo[a]anthracene

95 U 956.8Benzo[a]pyrene

95 U 9525Benzo[b]fluoranthene

95 U 958.3Benzo[g,h,i]perylene

95 U 9511Benzo[k]fluoranthene

95 U 954.9Chrysene

95 U 959.5Dibenz(a,h)anthracene

95 U 957.0Fluoranthene

95 U 959.1Fluorene

95 U 959.5Indeno[1,2,3-cd]pyrene

160 956.41-Methylnaphthalene

160 957.42-Methylnaphthalene

140 956.7Naphthalene

95 U 957.3Phenanthrene

95 U 956.0Pyrene

Surrogate %Rec Acceptance LimitsQualifier

0 10 - 121DTerphenyl-d14

0 50 - 113D2-Fluorobiphenyl

0 45 - 112DNitrobenzene-d5

TestAmerica Savannah Page 35 of 73



DATA REPORTING QUALIFIERS

Client:   Solutia Inc. Job Number:   680-58954-1

Lab Section Qualifier Description

Sdg Number:  KSX026

GC/MS VOA

Indicates the analyte was analyzed for but not detected.U

LCS or LCSD exceeds the control limits*

MS or MSD exceeds the control limitsF

Result exceeded calibration range.E

Result is less than the RL but greater than or equal to the 

MDL and the concentration is an approximate value.

J

Surrogate or matrix spike recoveries were not obtained 

because the extract was diluted for analysis; also compounds 

analyzed at a dilution may be flagged with a D.

D

GC/MS Semi VOA

Indicates the analyte was analyzed for but not detected.U

MS or MSD exceeds the control limitsF

Result is less than the RL but greater than or equal to the 

MDL and the concentration is an approximate value.

J

RPD of the MS and MSD exceeds the control limitsF

Surrogate is outside control limitsX

Surrogate or matrix spike recoveries were not obtained 

because the extract was diluted for analysis; also compounds 

analyzed at a dilution may be flagged with a D.

D
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QUALITY CONTROL RESULTS
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Quality Control Results

Client:   Solutia Inc. Job Number:   680-58954-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Sdg Number:  KSX026

Report

Basis

GC/MS VOA

Prep Batch: 680-172905

SolidWGK-BIGMO-ISA-03S-7.5-8.5 5035680-58954-7 T

SolidWGK-BIGMO-ISA-08S-7.5-8.5 5035680-58954-8 T

SolidWGK-BIGMO-ISA-102S-7.5-8.5 5035680-58954-9 T

SolidWGK-BIGMO-ISA-118S-7.5-8.5 5035680-58954-10 T

SolidWGK-BIGMO-ISA-101S-7.5-8.5 5035680-58954-11 T

Analysis Batch:680-173165

Lab Control Sample Water 8260BLCS 680-173165/4 T

Lab Control Sample Duplicate Water 8260BLCSD 680-173165/5 T

Method Blank Water 8260BMB 680-173165/14 T

WaterTrip Blank 8260B680-58954-6TB T

WaterTrip Blank 8260B680-58954-12TB T

Analysis Batch:680-173277

Lab Control Sample Duplicate Waste 8260BLCSD 680-173277/6 T

Lab Control Sample Water 8260BLCS 680-173277/5 T

Method Blank Water 8260BMB 680-173277/8 T

Waste 680-173283WGK-GWA-GWA-7-12-W 8260B680-58954-1 T

WaterWGK-GWA-GWB-7-12-W 8260B680-58954-2 T

WaterWGK-GWB-GWB-7-12-W 8260B680-58954-3 T

Matrix Spike Water 8260B680-58954-3MS T

Waste 680-173283WGK-GWC-GWC-7-12-W 8260B680-58954-4 T

Waste 680-173283WGK-GWD-GWD-7-12-W 8260B680-58954-5 T

Prep Batch: 680-173283

WasteWGK-GWA-GWA-7-12-W 5030B680-58954-1 T

WasteWGK-GWC-GWC-7-12-W 5030B680-58954-4 T

WasteWGK-GWD-GWD-7-12-W 5030B680-58954-5 T

Analysis Batch:680-173362

Lab Control Sample Water 8260BLCS 680-173362/19 T

Lab Control Sample Duplicate Water 8260BLCSD 680-173362/20 T

Method Blank Water 8260BMB 680-173362/22 T

Matrix Spike Duplicate Water 8260B680-58954-3MSD T

Analysis Batch:680-173601

Lab Control Sample Solid 8260BLCS 680-173601/6 T

Lab Control Sample Duplicate Solid 8260BLCSD 680-173601/7 T

Method Blank Solid 8260BMB 680-173601/8 T

Solid 680-172905WGK-BIGMO-ISA-03S-7.5-8.5 8260B680-58954-7 T
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Quality Control Results

Client:   Solutia Inc. Job Number:   680-58954-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Sdg Number:  KSX026

Report

Basis

GC/MS VOA

Analysis Batch:680-173764

Lab Control Sample Solid 8260BLCS 680-173764/4 T

Lab Control Sample Duplicate Solid 8260BLCSD 680-173764/5 T

Method Blank Solid 8260BMB 680-173764/6 T

Solid 680-172905WGK-BIGMO-ISA-08S-7.5-8.5 8260B680-58954-8 T

Solid 680-172905WGK-BIGMO-ISA-102S-7.5-8.5 8260B680-58954-9 T

Solid 680-172905WGK-BIGMO-ISA-118S-7.5-8.5 8260B680-58954-10 T

Solid 680-172905WGK-BIGMO-ISA-101S-7.5-8.5 8260B680-58954-11 T

Report Basis

T = Total

GC/MS Semi VOA

Prep Batch: 680-173237

Lab Control Sample Water 3520CLCS 680-173237/7-A T

Method Blank Water 3520CMB 680-173237/6-A T

WaterWGK-GWA-GWB-7-12-W 3520C680-58954-2 T

WaterWGK-GWB-GWB-7-12-W 3520C680-58954-3 T

Matrix Spike Water 3520C680-58954-3MS T

Matrix Spike Duplicate Water 3520C680-58954-3MSD T

WaterWGK-GWA-GWA-7-12-W 3520C680-58954-14 T

WaterWGK-GWC-GWC-7-12-W 3520C680-58954-15 T

WaterWGK-GWD-GWD-7-12-W 3520C680-58954-16 T

Analysis Batch:680-173489

Lab Control Sample Water 680-1732378270CLCS 680-173237/7-A T

Water 680-173237WGK-GWA-GWB-7-12-W 8270C680-58954-2 T

Water 680-173237WGK-GWB-GWB-7-12-W 8270C680-58954-3 T

Matrix Spike Water 680-1732378270C680-58954-3MS T

Matrix Spike Duplicate Water 680-1732378270C680-58954-3MSD T

Water 680-173237WGK-GWA-GWA-7-12-W 8270C680-58954-14 T

Water 680-173237WGK-GWC-GWC-7-12-W 8270C680-58954-15 T

Water 680-173237WGK-GWD-GWD-7-12-W 8270C680-58954-16 T

Analysis Batch:680-173492

Method Blank Water 680-1732378270CMB 680-173237/6-A T

Report Basis

T = Total
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Quality Control Results

Job Number:   680-58954-1

Sdg Number:  KSX026

Client:   Solutia Inc.

Surrogate Recovery Report

8260B  Volatile Organic Compounds (GC/MS)

Client Matrix: Solid

Lab Sample ID Client Sample ID

BFB DBFM TOL

%Rec %Rec %Rec

680-58954-7 WGK-BIGMO-ISA-03

S-7.5-8.5

0D 0D 0D

680-58954-8 WGK-BIGMO-ISA-08

S-7.5-8.5

0D 0D 0D

680-58954-9 WGK-BIGMO-ISA-10

2S-7.5-8.5

96 116 100

680-58954-10 WGK-BIGMO-ISA-11

8S-7.5-8.5

96 123 102

680-58954-11 WGK-BIGMO-ISA-10

1S-7.5-8.5

0D 0D 0D

MB 680-173601/8 91 82 116

MB 680-173764/6 101 106 104

LCS 680-173601/6 78 86 99

LCS 680-173764/4 94 105 95

LCSD 680-173601/7 83 86 107

LCSD 680-173764/5 99 122 101

Surrogate Acceptance Limits

BFB = 4-Bromofluorobenzene 65-124

DBFM = Dibromofluoromethane 65-124

TOL = Toluene-d8 (Surr) 65-132
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Quality Control Results

Job Number:   680-58954-1

Sdg Number:  KSX026

Client:   Solutia Inc.

Surrogate Recovery Report

8260B  Volatile Organic Compounds (GC/MS)

Client Matrix: Waste

Lab Sample ID Client Sample ID

BFB DBFM TOL

%Rec %Rec %Rec

680-58954-1 WGK-GWA-GWA-7-1

2-W

99 106 102

680-58954-4 WGK-GWC-GWC-7-

12-W

96 108 103

680-58954-5 WGK-GWD-GWD-7-

12-W

95 110 102

Surrogate Acceptance Limits

BFB = 4-Bromofluorobenzene 50-150

DBFM = Dibromofluoromethane 50-150

TOL = Toluene-d8 (Surr) 50-150
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Quality Control Results

Job Number:   680-58954-1

Sdg Number:  KSX026

Client:   Solutia Inc.

Surrogate Recovery Report

8260B  Volatile Organic Compounds (GC/MS)

Client Matrix: Waste

Lab Sample ID Client Sample ID

BFB DBFM TOL

%Rec %Rec %Rec

LCSD 680-173277/6 103 108 104

Surrogate Acceptance Limits

BFB = 4-Bromofluorobenzene 75-120

DBFM = Dibromofluoromethane 75-121

TOL = Toluene-d8 (Surr) 75-120
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Quality Control Results

Job Number:   680-58954-1

Sdg Number:  KSX026

Client:   Solutia Inc.

Surrogate Recovery Report

8260B  Volatile Organic Compounds (GC/MS)

Client Matrix: Water

Lab Sample ID Client Sample ID

BFB DBFM TOL

%Rec %Rec %Rec

680-58954-2 WGK-GWA-GWB-7-1

2-W

96 109 101

680-58954-3 WGK-GWB-GWB-7-1

2-W

97 105 102

680-58954-6 Trip Blank 96 111 102

680-58954-12 Trip Blank 97 112 101

MB 680-173165/14 97 112 102

MB 680-173277/8 96 110 102

MB 680-173362/22 104 115 103

LCS 680-173165/4 102 111 104

LCS 680-173277/5 102 112 102

LCS 680-173362/19 93 107 109

LCSD 680-173165/5 101 110 103

LCSD 680-173362/20 94 108 109

680-58954-3 MS WGK-GWB-GWB-7-1

2-W MS

100 105 104

680-58954-3 MSD WGK-GWB-GWB-7-1

2-W MSD

95 108 113

Surrogate Acceptance Limits

BFB = 4-Bromofluorobenzene 75-120

DBFM = Dibromofluoromethane 75-121

TOL = Toluene-d8 (Surr) 75-120

TestAmerica Savannah

Page 43 of 73



Quality Control Results

Job Number:   680-58954-1

Sdg Number:  KSX026

Client:   Solutia Inc.

Surrogate Recovery Report

8270C  Semivolatile Compounds by Gas Chromatography/Mass Spectrometry (GC/MS)

Client Matrix: Water

Lab Sample ID Client Sample ID

FBP 2FP NBZ PHL TPH TBP

%Rec %Rec %Rec %Rec %Rec %Rec

680-58954-2 WGK-GWA-GWB-7-1

2-W

49X 55 61 63 12 70

680-58954-3 WGK-GWB-GWB-7-1

2-W

22X 57 60 68 10 55

MB 680-173237/6-A 88 67 81 72 91 90

LCS 680-173237/7-A 91 66 74 75 93 95

680-58954-3 MS WGK-GWB-GWB-7-1

2-W MS

44X 57 67 64 9X 81

680-58954-3 MSD WGK-GWB-GWB-7-1

2-W MSD

23X 53 67 71 5X 71

Surrogate Acceptance Limits

FBP = 2-Fluorobiphenyl 50-113

2FP = 2-Fluorophenol 36-110

NBZ = Nitrobenzene-d5 45-112

PHL = Phenol-d5 38-116

TPH = Terphenyl-d14 10-121

TBP = 2,4,6-Tribromophenol 40-139
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Quality Control Results

Job Number:   680-58954-1

Sdg Number:  KSX026

Client:   Solutia Inc.

Surrogate Recovery Report

8270C  Semivolatile Compounds by Gas Chromatography/Mass Spectrometry (GC/MS)

Client Matrix: Water

Lab Sample ID Client Sample ID

TPH FBP NBZ

%Rec %Rec %Rec

680-58954-14 WGK-GWA-GWA-7-1

2-W

11 46X 64

680-58954-15 WGK-GWC-GWC-7-

12-W

0D 0D 0D

680-58954-16 WGK-GWD-GWD-7-

12-W

0D 0D 0D

Surrogate Acceptance Limits

TPH = Terphenyl-d14 10-121

FBP = 2-Fluorobiphenyl 50-113

NBZ = Nitrobenzene-d5 45-112
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

WaterClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

07/01/2010  1153

Method Blank - Batch:  680-173165

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   680-173165

Prep Batch: N/A

07/01/2010  1153

oq253.d

5   mL

5   mL

Units: ug/L

Method: 8260B

Preparation: 5030B

MSOMB 680-173165/14

Analyte Result Qual MDL RL

25 U 255.0Acetone

40 U 4010Acetonitrile

20 U 207.4Acrolein

20 U 207.2Acrylonitrile

1.0 U 1.00.25Benzene

1.0 U 1.00.50Bromoform

1.0 U 1.00.80Bromomethane

10 U 101.02-Butanone (MEK)

2.0 U 2.00.60Carbon disulfide

1.0 U 1.00.50Carbon tetrachloride

1.0 U 1.00.25Chlorobenzene

1.0 U 1.00.302-Chloro-1,3-butadiene

1.0 U 1.01.0Chloroethane

1.0 U 1.00.14Chloroform

1.0 U 1.00.33Chloromethane

1.0 U 1.00.203-Chloro-1-propene

1.0 U 1.00.10Chlorodibromomethane

1.0 U 1.00.441,2-Dibromo-3-Chloropropane

1.0 U 1.00.20Dibromomethane

1.0 U 1.00.211,2-Dichlorobenzene

1.0 U 1.00.251,3-Dichlorobenzene

1.0 U 1.00.281,4-Dichlorobenzene

1.0 U 1.00.25Dichlorobromomethane

1.0 U 1.00.25Dichlorodifluoromethane

1.0 U 1.00.251,1-Dichloroethane

1.0 U 1.00.101,2-Dichloroethane

1.0 U 1.00.111,1-Dichloroethene

1.0 U 1.00.131,2-Dichloropropane

1.0 U 1.00.11cis-1,3-Dichloropropene

1.0 U 1.00.25Ethylene Dibromide

1.0 U 1.00.11Ethylbenzene

1.0 U 1.00.25Ethyl methacrylate

10 U 101.02-Hexanone

5.0 U 5.01.0Iodomethane

40 U 4011Isobutyl alcohol

20 U 203.3Methacrylonitrile

5.0 U 5.01.0Methylene Chloride

1.0 U 1.00.48Methyl methacrylate

10 U 101.04-Methyl-2-pentanone (MIBK)

5.0 U 5.01.2Pentachloroethane

20 U 204.6Propionitrile

1.0 U 1.00.11Styrene

1.0 U 1.00.331,1,1,2-Tetrachloroethane
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

WaterClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

07/01/2010  1153

Method Blank - Batch:  680-173165

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   680-173165

Prep Batch: N/A

07/01/2010  1153

oq253.d

5   mL

5   mL

Units: ug/L

Method: 8260B

Preparation: 5030B

MSOMB 680-173165/14

Analyte Result Qual MDL RL

1.0 U 1.00.181,1,2,2-Tetrachloroethane

1.0 U 1.00.15Tetrachloroethene

1.0 U 1.00.33Toluene

2.0 U 2.00.50trans-1,4-Dichloro-2-butene

1.0 U 1.00.20trans-1,2-Dichloroethene

1.0 U 1.00.21trans-1,3-Dichloropropene

1.0 U 1.00.501,1,1-Trichloroethane

1.0 U 1.00.131,1,2-Trichloroethane

1.0 U 1.00.13Trichloroethene

1.0 U 1.00.25Trichlorofluoromethane

1.0 U 1.00.411,2,3-Trichloropropane

2.0 U 2.00.28Vinyl acetate

1.0 U 1.00.18Vinyl chloride

2.0 U 2.00.20Xylenes, Total

Surrogate % Rec Acceptance Limits

4-Bromofluorobenzene 97 75 - 120

Dibromofluoromethane 112 75 - 121

Toluene-d8 (Surr) 102 75 - 120
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/01/2010  0950

07/01/2010  1019

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  680-173165

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/L

07/01/2010  0950

Prep Batch: N/A

Analysis Batch:   680-173165

oq245.d

5   mL

5   mL

oq247.d

5   mL

5   mL

ug/L

07/01/2010  1019

Analysis Batch:   680-173165

Prep Batch: N/A

Method: 8260B

Preparation: 5030B

MSO

MSO

LCS 680-173165/4

LCSD 680-173165/5

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

100106 17 - 175 5 50Acetone

101101 77 - 119 0 30Benzene

101101 62 - 133 0 30Bromoform

6862 12 - 184 8 50Bromomethane

9295 33 - 157 3 302-Butanone (MEK)

116115 55 - 131 0 30Carbon disulfide

105106 71 - 135 1 30Carbon tetrachloride

99101 85 - 116 2 30Chlorobenzene

158157 40 - 165 1 50Chloroethane

106107 82 - 120 1 30Chloroform

8385 48 - 142 2 50Chloromethane

101105 75 - 133 3 30Chlorodibromomethane

9191 49 - 140 0 301,2-Dibromo-3-Chloropropane

9898 78 - 119 1 30Dibromomethane

9697 79 - 124 1 301,2-Dichlorobenzene

99100 78 - 125 1 301,3-Dichlorobenzene

9899 81 - 122 1 301,4-Dichlorobenzene

101101 78 - 127 0 30Dichlorobromomethane

116115 34 - 154 1 30Dichlorodifluoromethane

110111 74 - 127 1 301,1-Dichloroethane

9392 66 - 132 1 301,2-Dichloroethane

113111 62 - 141 2 301,1-Dichloroethene

102102 73 - 124 0 301,2-Dichloropropane

104104 76 - 126 0 30cis-1,3-Dichloropropene

100100 80 - 121 0 30Ethylene Dibromide

100102 86 - 116 2 30Ethylbenzene

8586 34 - 161 1 302-Hexanone

123124 70 - 125 0 30Methylene Chloride

8685 40 - 151 1 304-Methyl-2-pentanone (MIBK)

9898 82 - 122 0 30Styrene

102104 81 - 128 1 301,1,1,2-Tetrachloroethane

9091 69 - 129 1 301,1,2,2-Tetrachloroethane

9899 76 - 126 0 30Tetrachloroethene
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/01/2010  0950

07/01/2010  1019

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  680-173165

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/L

07/01/2010  0950

Prep Batch: N/A

Analysis Batch:   680-173165

oq245.d

5   mL

5   mL

oq247.d

5   mL

5   mL

ug/L

07/01/2010  1019

Analysis Batch:   680-173165

Prep Batch: N/A

Method: 8260B

Preparation: 5030B

MSO

MSO

LCS 680-173165/4

LCSD 680-173165/5

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

102102 81 - 117 0 30Toluene

112111 72 - 131 0 30trans-1,2-Dichloroethene

101102 73 - 128 1 30trans-1,3-Dichloropropene

103102 76 - 127 0 301,1,1-Trichloroethane

9597 75 - 121 2 301,1,2-Trichloroethane

10099 84 - 115 1 30Trichloroethene

9293 58 - 149 1 50Trichlorofluoromethane

9091 70 - 130 2 301,2,3-Trichloropropane

108109 10 - 217 1 30Vinyl acetate

8586 59 - 144 1 50Vinyl chloride

9899 84 - 118 1 30Xylenes, Total

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

4-Bromofluorobenzene 102 101 75 - 120

Dibromofluoromethane 111 110 75 - 121

Toluene-d8 (Surr) 104 103 75 - 120
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

WaterClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

07/02/2010  1154

Method Blank - Batch:  680-173277

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   680-173277

Prep Batch: N/A

07/02/2010  1154

oq270.d

5   mL

5   mL

Units: ug/L

Method: 8260B

Preparation: 5030B

MSOMB 680-173277/8

Analyte Result Qual MDL RL

25 U 255.0Acetone

40 U 4010Acetonitrile

20 U 207.4Acrolein

20 U 207.2Acrylonitrile

1.0 U 1.00.25Benzene

1.0 U 1.00.50Bromoform

1.0 U 1.00.80Bromomethane

10 U 101.02-Butanone (MEK)

2.0 U 2.00.60Carbon disulfide

1.0 U 1.00.50Carbon tetrachloride

1.0 U 1.00.25Chlorobenzene

1.0 U 1.00.302-Chloro-1,3-butadiene

1.0 U 1.01.0Chloroethane

1.0 U 1.00.14Chloroform

1.0 U 1.00.33Chloromethane

1.0 U 1.00.203-Chloro-1-propene

1.0 U 1.00.10Chlorodibromomethane

1.0 U 1.00.441,2-Dibromo-3-Chloropropane

1.0 U 1.00.20Dibromomethane

1.0 U 1.00.211,2-Dichlorobenzene

1.0 U 1.00.251,3-Dichlorobenzene

1.0 U 1.00.281,4-Dichlorobenzene

1.0 U 1.00.25Dichlorobromomethane

1.0 U 1.00.25Dichlorodifluoromethane

1.0 U 1.00.251,1-Dichloroethane

1.0 U 1.00.101,2-Dichloroethane

1.0 U 1.00.111,1-Dichloroethene

1.0 U 1.00.131,2-Dichloropropane

1.0 U 1.00.11cis-1,3-Dichloropropene

1.0 U 1.00.25Ethylene Dibromide

1.0 U 1.00.11Ethylbenzene

1.0 U 1.00.25Ethyl methacrylate

10 U 101.02-Hexanone

5.0 U 5.01.0Iodomethane

40 U 4011Isobutyl alcohol

20 U 203.3Methacrylonitrile

5.0 U 5.01.0Methylene Chloride

1.0 U 1.00.48Methyl methacrylate

10 U 101.04-Methyl-2-pentanone (MIBK)

5.0 U 5.01.2Pentachloroethane

20 U 204.6Propionitrile

1.0 U 1.00.11Styrene

1.0 U 1.00.331,1,1,2-Tetrachloroethane
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

WaterClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

07/02/2010  1154

Method Blank - Batch:  680-173277

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   680-173277

Prep Batch: N/A

07/02/2010  1154

oq270.d

5   mL

5   mL

Units: ug/L

Method: 8260B

Preparation: 5030B

MSOMB 680-173277/8

Analyte Result Qual MDL RL

1.0 U 1.00.181,1,2,2-Tetrachloroethane

1.0 U 1.00.15Tetrachloroethene

1.0 U 1.00.33Toluene

2.0 U 2.00.50trans-1,4-Dichloro-2-butene

1.0 U 1.00.20trans-1,2-Dichloroethene

1.0 U 1.00.21trans-1,3-Dichloropropene

1.0 U 1.00.501,1,1-Trichloroethane

1.0 U 1.00.131,1,2-Trichloroethane

1.0 U 1.00.13Trichloroethene

1.0 U 1.00.25Trichlorofluoromethane

1.0 U 1.00.411,2,3-Trichloropropane

2.0 U 2.00.28Vinyl acetate

1.0 U 1.00.18Vinyl chloride

2.0 U 2.00.20Xylenes, Total

Surrogate % Rec Acceptance Limits

4-Bromofluorobenzene 96 75 - 120

Dibromofluoromethane 110 75 - 121

Toluene-d8 (Surr) 102 75 - 120
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/02/2010  1002

07/02/2010  1052

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  680-173277

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/L

07/02/2010  1002

Prep Batch: N/A

Analysis Batch:   680-173277

oq266.d

5   mL

5   mL

oq267.d

5   mL

5   mL

ug/L

Analysis Batch:   680-173277

Prep Batch: N/A

Method: 8260B

Preparation: 5030B

N/A

MSO

MSO

LCS 680-173277/5

LCSD 680-173277/6

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

11099 17 - 175 11 50Acetone

102101 77 - 119 0 30Benzene

105100 62 - 133 4 30Bromoform

7580 12 - 184 7 50Bromomethane

9894 33 - 157 4 302-Butanone (MEK)

112114 55 - 131 2 30Carbon disulfide

106104 71 - 135 2 30Carbon tetrachloride

103101 85 - 116 2 30Chlorobenzene

159101 40 - 165 45 50Chloroethane

105107 82 - 120 2 30Chloroform

8088 48 - 142 9 50Chloromethane

106103 75 - 133 3 30Chlorodibromomethane

9692 49 - 140 4 301,2-Dibromo-3-Chloropropane

9896 78 - 119 2 30Dibromomethane

10096 79 - 124 4 301,2-Dichlorobenzene

10299 78 - 125 3 301,3-Dichlorobenzene

10198 81 - 122 2 301,4-Dichlorobenzene

103100 78 - 127 2 30Dichlorobromomethane

111115 34 - 154 3 30Dichlorodifluoromethane

108112 74 - 127 4 301,1-Dichloroethane

9491 66 - 132 3 301,2-Dichloroethane

108108 62 - 141 0 301,1-Dichloroethene

101101 73 - 124 0 301,2-Dichloropropane

109101 76 - 126 7 30cis-1,3-Dichloropropene

10198 80 - 121 3 30Ethylene Dibromide

104102 86 - 116 1 30Ethylbenzene

8985 34 - 161 4 302-Hexanone

121123 70 - 125 2 30Methylene Chloride

9085 40 - 151 6 304-Methyl-2-pentanone (MIBK)

101100 82 - 122 1 30Styrene

105104 81 - 128 1 301,1,1,2-Tetrachloroethane

9588 69 - 129 8 301,1,2,2-Tetrachloroethane

98100 76 - 126 2 30Tetrachloroethene
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/02/2010  1002

07/02/2010  1052

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  680-173277

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/L

07/02/2010  1002

Prep Batch: N/A

Analysis Batch:   680-173277

oq266.d

5   mL

5   mL

oq267.d

5   mL

5   mL

ug/L

Analysis Batch:   680-173277

Prep Batch: N/A

Method: 8260B

Preparation: 5030B

N/A

MSO

MSO

LCS 680-173277/5

LCSD 680-173277/6

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

102101 81 - 117 2 30Toluene

106111 72 - 131 5 30trans-1,2-Dichloroethene

10398 73 - 128 5 30trans-1,3-Dichloropropene

102102 76 - 127 0 301,1,1-Trichloroethane

9894 75 - 121 4 301,1,2-Trichloroethane

9898 84 - 115 0 30Trichloroethene

9391 58 - 149 2 50Trichlorofluoromethane

9891 70 - 130 8 301,2,3-Trichloropropane

114109 10 - 217 5 30Vinyl acetate

8384 59 - 144 2 50Vinyl chloride

100100 84 - 118 0 30Xylenes, Total

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

4-Bromofluorobenzene 102 103 75 - 120

Dibromofluoromethane 112 108 75 - 121

Toluene-d8 (Surr) 102 104 75 - 120
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

WaterClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

07/02/2010  2133

Method Blank - Batch:  680-173362

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   680-173362

Prep Batch: N/A

07/02/2010  2133

aq351.d

5   mL

5   mL

Units: ug/L

Method: 8260B

Preparation: 5030B

MSA2MB 680-173362/22

Analyte Result Qual MDL RL

25 U 255.0Acetone

40 U 4010Acetonitrile

20 U 207.4Acrolein

20 U 207.2Acrylonitrile

1.0 U 1.00.25Benzene

1.0 U 1.00.50Bromoform

1.0 U 1.00.80Bromomethane

10 U 101.02-Butanone (MEK)

2.0 U 2.00.60Carbon disulfide

1.0 U 1.00.50Carbon tetrachloride

1.0 U 1.00.25Chlorobenzene

1.0 U 1.00.302-Chloro-1,3-butadiene

1.0 U 1.01.0Chloroethane

1.0 U 1.00.14Chloroform

1.0 U 1.00.33Chloromethane

1.0 U 1.00.203-Chloro-1-propene

1.0 U 1.00.10Chlorodibromomethane

1.0 U 1.00.441,2-Dibromo-3-Chloropropane

1.0 U 1.00.20Dibromomethane

1.0 U 1.00.211,2-Dichlorobenzene

1.0 U 1.00.251,3-Dichlorobenzene

1.0 U 1.00.281,4-Dichlorobenzene

1.0 U 1.00.25Dichlorobromomethane

1.0 U 1.00.25Dichlorodifluoromethane

1.0 U 1.00.251,1-Dichloroethane

1.0 U 1.00.101,2-Dichloroethane

1.0 U 1.00.111,1-Dichloroethene

1.0 U 1.00.131,2-Dichloropropane

1.0 U 1.00.11cis-1,3-Dichloropropene

1.0 U 1.00.25Ethylene Dibromide

1.0 U 1.00.11Ethylbenzene

1.0 U 1.00.25Ethyl methacrylate

10 U 101.02-Hexanone

2.33 J 5.01.0Iodomethane

40 U 4011Isobutyl alcohol

20 U 203.3Methacrylonitrile

5.0 U 5.01.0Methylene Chloride

1.0 U 1.00.48Methyl methacrylate

10 U 101.04-Methyl-2-pentanone (MIBK)

5.0 U 5.01.2Pentachloroethane

20 U 204.6Propionitrile

1.0 U 1.00.11Styrene

1.0 U 1.00.331,1,1,2-Tetrachloroethane
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

WaterClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

07/02/2010  2133

Method Blank - Batch:  680-173362

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   680-173362

Prep Batch: N/A

07/02/2010  2133

aq351.d

5   mL

5   mL

Units: ug/L

Method: 8260B

Preparation: 5030B

MSA2MB 680-173362/22

Analyte Result Qual MDL RL

1.0 U 1.00.181,1,2,2-Tetrachloroethane

1.0 U 1.00.15Tetrachloroethene

1.0 U 1.00.33Toluene

2.0 U 2.00.50trans-1,4-Dichloro-2-butene

1.0 U 1.00.20trans-1,2-Dichloroethene

1.0 U 1.00.21trans-1,3-Dichloropropene

1.0 U 1.00.501,1,1-Trichloroethane

1.0 U 1.00.131,1,2-Trichloroethane

1.0 U 1.00.13Trichloroethene

1.0 U 1.00.25Trichlorofluoromethane

1.0 U 1.00.411,2,3-Trichloropropane

2.0 U 2.00.28Vinyl acetate

1.0 U 1.00.18Vinyl chloride

2.0 U 2.00.20Xylenes, Total

Surrogate % Rec Acceptance Limits

4-Bromofluorobenzene 104 75 - 120

Dibromofluoromethane 115 75 - 121

Toluene-d8 (Surr) 103 75 - 120
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/02/2010  2005

07/02/2010  2027

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  680-173362

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/L

07/02/2010  2005

Prep Batch: N/A

Analysis Batch:   680-173362

aq347.d

5   mL

5   mL

aq348.d

5   mL

5   mL

ug/L

07/02/2010  2027

Analysis Batch:   680-173362

Prep Batch: N/A

Method: 8260B

Preparation: 5030B

MSA2

MSA2

LCS 680-173362/19

LCSD 680-173362/20

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

9395 17 - 175 1 50Acetone

102100 77 - 119 2 30Benzene

10198 62 - 133 3 30Bromoform

123105 12 - 184 15 50Bromomethane

110114 33 - 157 4 302-Butanone (MEK)

101123 55 - 131 19 30Carbon disulfide

9090 71 - 135 0 30Carbon tetrachloride

9796 85 - 116 2 30Chlorobenzene

131145 40 - 165 10 50Chloroethane

107109 82 - 120 2 30Chloroform

124131 48 - 142 6 50Chloromethane

9085 75 - 133 5 30Chlorodibromomethane

8381 49 - 140 3 301,2-Dibromo-3-Chloropropane

10197 78 - 119 4 30Dibromomethane

9188 79 - 124 4 301,2-Dichlorobenzene

9189 78 - 125 2 301,3-Dichlorobenzene

9189 81 - 122 3 301,4-Dichlorobenzene

9592 78 - 127 3 30Dichlorobromomethane

103113 34 - 154 9 30Dichlorodifluoromethane

104111 74 - 127 7 301,1-Dichloroethane

9594 66 - 132 1 301,2-Dichloroethane

100106 62 - 141 6 301,1-Dichloroethene

9898 73 - 124 0 301,2-Dichloropropane

9293 76 - 126 1 30cis-1,3-Dichloropropene

9897 80 - 121 1 30Ethylene Dibromide

9390 86 - 116 3 30Ethylbenzene

9692 34 - 161 4 302-Hexanone

123125 70 - 125 1 30Methylene Chloride

105108 40 - 151 2 304-Methyl-2-pentanone (MIBK)

9896 82 - 122 2 30Styrene

8887 81 - 128 1 301,1,1,2-Tetrachloroethane

103102 69 - 129 1 301,1,2,2-Tetrachloroethane

10199 76 - 126 2 30Tetrachloroethene
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/02/2010  2005

07/02/2010  2027

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  680-173362

1.0

1.0

Water

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/L

07/02/2010  2005

Prep Batch: N/A

Analysis Batch:   680-173362

aq347.d

5   mL

5   mL

aq348.d

5   mL

5   mL

ug/L

07/02/2010  2027

Analysis Batch:   680-173362

Prep Batch: N/A

Method: 8260B

Preparation: 5030B

MSA2

MSA2

LCS 680-173362/19

LCSD 680-173362/20

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

103103 81 - 117 1 30Toluene

107109 72 - 131 2 30trans-1,2-Dichloroethene

103101 73 - 128 2 30trans-1,3-Dichloropropene

9999 76 - 127 0 301,1,1-Trichloroethane

104100 75 - 121 4 301,1,2-Trichloroethane

9796 84 - 115 1 30Trichloroethene

104110 58 - 149 5 50Trichlorofluoromethane

9897 70 - 130 0 301,2,3-Trichloropropane

127129 10 - 217 2 30Vinyl acetate

111113 59 - 144 2 50Vinyl chloride

9795 84 - 118 2 30Xylenes, Total

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

4-Bromofluorobenzene 93 94 75 - 120

Dibromofluoromethane 107 108 75 - 121

Toluene-d8 (Surr) 109 109 75 - 120
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/02/2010  2013

07/03/2010  0254

Water

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  680-173362

5000

5000

MS Lab Sample ID:

MSD Lab Sample ID:

Client Matrix:

Date Prepared:

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Analysis Batch:   680-173277

Analysis Batch:   680-173362

07/02/2010  2013

07/03/2010  0254

Prep Batch: N/A

Prep Batch: N/A

o0560.d

5   mL

5   mL

a094.d

5   mL

5   mL

Method: 8260B

Preparation: 5030B

MSO

MSA2

680-58954-3

680-58954-3

Analyte MSD QualMS QualRPD LimitRPDLimitMSDMS

% Rec.

141 102 17 - 175 32 50Acetone

122 12 77 - 119 25 30 E FBenzene

99 100 62 - 133 1 30Bromoform

99 133 12 - 184 29 50Bromomethane

92 110 33 - 157 18 302-Butanone (MEK)

164 117 55 - 131 34 30 FCarbon disulfide

103 95 71 - 135 9 30Carbon tetrachloride

99 86 85 - 116 9 30Chlorobenzene

102 91 75 - 133 11 30Chlorodibromomethane

147 131 40 - 165 11 50Chloroethane

101 108 82 - 120 6 30Chloroform

87 120 48 - 142 32 50Chloromethane

101 97 76 - 126 3 30cis-1,3-Dichloropropene

97 77 49 - 140 22 301,2-Dibromo-3-Chloropropane

97 105 78 - 119 8 30Dibromomethane

96 91 79 - 124 5 301,2-Dichlorobenzene

99 91 78 - 125 8 301,3-Dichlorobenzene

97 92 81 - 122 5 301,4-Dichlorobenzene

100 98 78 - 127 3 30Dichlorobromomethane

113 104 34 - 154 8 30Dichlorodifluoromethane

100 105 74 - 127 5 301,1-Dichloroethane

102 100 66 - 132 2 301,2-Dichloroethane

194 101 62 - 141 63 30 F1,1-Dichloroethene

102 102 73 - 124 0 301,2-Dichloropropane

102 93 86 - 116 9 30Ethylbenzene

101 101 80 - 121 0 30Ethylene Dibromide

88 92 34 - 161 5 302-Hexanone

174 125 70 - 125 33 30 FMethylene Chloride

90 107 40 - 151 18 304-Methyl-2-pentanone (MIBK)

97 99 82 - 122 2 30Styrene

TestAmerica Savannah Page 58 of 73



Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/02/2010  2013

07/03/2010  0254

Water

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  680-173362

5000

5000

MS Lab Sample ID:

MSD Lab Sample ID:

Client Matrix:

Date Prepared:

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Water

Analysis Batch:   680-173277

Analysis Batch:   680-173362

07/02/2010  2013

07/03/2010  0254

Prep Batch: N/A

Prep Batch: N/A

o0560.d

5   mL

5   mL

a094.d

5   mL

5   mL

Method: 8260B

Preparation: 5030B

MSO

MSA2

680-58954-3

680-58954-3

Analyte MSD QualMS QualRPD LimitRPDLimitMSDMS

% Rec.

101 88 81 - 128 14 301,1,1,2-Tetrachloroethane

90 104 69 - 129 14 301,1,2,2-Tetrachloroethane

96 102 76 - 126 6 30Tetrachloroethene

104 105 81 - 117 1 30Toluene

94 105 72 - 131 11 30trans-1,2-Dichloroethene

96 104 73 - 128 8 30trans-1,3-Dichloropropene

102 103 76 - 127 1 301,1,1-Trichloroethane

98 108 75 - 121 10 301,1,2-Trichloroethane

100 99 84 - 115 1 30Trichloroethene

94 108 58 - 149 14 50Trichlorofluoromethane

95 96 70 - 130 2 301,2,3-Trichloropropane

87 119 10 - 217 31 30Vinyl acetate

88 108 59 - 144 20 50Vinyl chloride

98 98 84 - 118 1 30Xylenes, Total

Surrogate MS % Rec MSD % Rec Acceptance Limits

4-Bromofluorobenzene 100 95 75 - 120

Dibromofluoromethane 105 108 75 - 121

Toluene-d8 (Surr) 104 113 75 - 120
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

SolidClient Matrix:

40Dilution:

Date Analyzed:

Lab Sample ID:

07/08/2010  1140

Method Blank - Batch:  680-173601

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   680-173601

Prep Batch: N/A mq166.d

5   g

5   mL

N/A

Units: ug/Kg

Method: 8260B

Preparation: N/A

MSMMB 680-173601/8

Analyte Result Qual MDL RL

2000 U 2000440Acetone

8000 U 80001600Acetonitrile

4000 U 4000960Acrolein

4000 U 40001400Acrylonitrile

200 U 20029Benzene

200 U 20060Bromoform

200 U 20060Bromomethane

1000 U 1000962-Butanone (MEK)

200 U 20044Carbon disulfide

200 U 20033Carbon tetrachloride

200 U 20038Chlorobenzene

200 U 200842-Chloro-1,3-butadiene

200 U 200110Chloroethane

200 U 20044Chloroform

200 U 20040Chloromethane

200 U 200883-Chloro-1-propene

200 U 20068Chlorodibromomethane

400 U 4001801,2-Dibromo-3-Chloropropane

200 U 20068Dibromomethane

200 U 200521,2-Dichlorobenzene

200 U 200641,3-Dichlorobenzene

200 U 200301,4-Dichlorobenzene

200 U 20039Dichlorobromomethane

200 U 20038Dichlorodifluoromethane

200 U 200441,1-Dichloroethane

200 U 200441,2-Dichloroethane

200 U 200601,1-Dichloroethene

200 U 200341,2-Dichloropropane

200 U 20033cis-1,3-Dichloropropene

200 U 20060Ethylene Dibromide

200 U 20052Ethylbenzene

200 U 200140Ethyl methacrylate

1000 U 10001302-Hexanone

200 U 20072Iodomethane

8000 U 80002100Isobutyl alcohol

4000 U 4000920Methacrylonitrile

200 U 20039Methylene Chloride

400 U 400180Methyl methacrylate

1000 U 10001704-Methyl-2-pentanone (MIBK)

1000 U 1000250Pentachloroethane

4000 U 40001000Propionitrile

200 U 20037Styrene

200 U 200961,1,1,2-Tetrachloroethane
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

SolidClient Matrix:

40Dilution:

Date Analyzed:

Lab Sample ID:

07/08/2010  1140

Method Blank - Batch:  680-173601

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   680-173601

Prep Batch: N/A mq166.d

5   g

5   mL

N/A

Units: ug/Kg

Method: 8260B

Preparation: N/A

MSMMB 680-173601/8

Analyte Result Qual MDL RL

200 U 200641,1,2,2-Tetrachloroethane

200 U 20076Tetrachloroethene

200 U 20034Toluene

400 U 400120trans-1,4-Dichloro-2-butene

200 U 20025trans-1,2-Dichloroethene

200 U 20035trans-1,3-Dichloropropene

200 U 200241,1,1-Trichloroethane

200 U 200521,1,2-Trichloroethane

200 U 20052Trichloroethene

200 U 20048Trichlorofluoromethane

200 U 200961,2,3-Trichloropropane

400 U 400100Vinyl acetate

200 U 20060Vinyl chloride

400 U 40044Xylenes, Total

Surrogate % Rec Acceptance Limits

4-Bromofluorobenzene 91 65 - 124

Dibromofluoromethane 82 65 - 124

Toluene-d8 (Surr) 116 65 - 132
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/08/2010  1015

07/08/2010  1036

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  680-173601

40

40

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/Kg

Prep Batch: N/A

Analysis Batch:   680-173601

N/A

mq163.d

5   g

5   mL

mq164.d

5   g

5   mL

ug/Kg

Analysis Batch:   680-173601

Prep Batch: N/A

Method: 8260B

Preparation: N/A

N/A

MSM

MSM

LCS 680-173601/6

LCSD 680-173601/7

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

6961 16 - 202 11 50Acetone

108109 63 - 130 1 50Benzene

8078 66 - 127 3 50Bromoform

7566 54 - 146 12 50Bromomethane

8273 19 - 192 11 502-Butanone (MEK)

8477 46 - 134 8 50Carbon disulfide

8689 60 - 136 4 50Carbon tetrachloride

8785 77 - 120 2 50Chlorobenzene

4237 26 - 166 12 50Chloroethane

9079 68 - 127 13 50Chloroform

9284 46 - 137 9 50Chloromethane

9390 70 - 126 3 50Chlorodibromomethane

7669 62 - 140 9 501,2-Dibromo-3-Chloropropane

9790 61 - 138 7 50Dibromomethane

7771 75 - 123 8 50 *1,2-Dichlorobenzene

8985 74 - 123 4 501,3-Dichlorobenzene

7873 75 - 122 8 50 *1,4-Dichlorobenzene

10599 64 - 137 6 50Dichlorobromomethane

10796 17 - 163 10 50Dichlorodifluoromethane

8476 65 - 130 9 501,1-Dichloroethane

9293 62 - 140 1 501,2-Dichloroethane

7969 59 - 137 13 501,1-Dichloroethene

9899 66 - 135 1 501,2-Dichloropropane

10190 66 - 137 11 50cis-1,3-Dichloropropene

109111 61 - 138 1 50Ethylene Dibromide

8881 77 - 121 8 50Ethylbenzene

8277 47 - 151 6 502-Hexanone

8177 65 - 126 5 50Methylene Chloride

11096 50 - 148 14 504-Methyl-2-pentanone (MIBK)

7982 75 - 123 4 50Styrene

9082 72 - 124 9 501,1,1,2-Tetrachloroethane

8784 65 - 130 4 501,1,2,2-Tetrachloroethane

8681 76 - 120 6 50Tetrachloroethene
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/08/2010  1015

07/08/2010  1036

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  680-173601

40

40

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/Kg

Prep Batch: N/A

Analysis Batch:   680-173601

N/A

mq163.d

5   g

5   mL

mq164.d

5   g

5   mL

ug/Kg

Analysis Batch:   680-173601

Prep Batch: N/A

Method: 8260B

Preparation: N/A

N/A

MSM

MSM

LCS 680-173601/6

LCSD 680-173601/7

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

107102 67 - 132 5 50Toluene

8276 66 - 127 8 50trans-1,2-Dichloroethene

10495 64 - 138 9 50trans-1,3-Dichloropropene

100103 56 - 140 3 501,1,1-Trichloroethane

114108 62 - 138 6 501,1,2-Trichloroethane

9290 68 - 133 3 50Trichloroethene

8675 33 - 152 13 50Trichlorofluoromethane

9688 65 - 132 8 501,2,3-Trichloropropane

7871 10 - 254 9 50Vinyl acetate

9080 56 - 139 11 50Vinyl chloride

8283 76 - 122 0 50Xylenes, Total

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

4-Bromofluorobenzene 78 83 65 - 124

Dibromofluoromethane 86 86 65 - 124

Toluene-d8 (Surr) 99 107 65 - 132
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

SolidClient Matrix:

40Dilution:

Date Analyzed:

Lab Sample ID:

07/09/2010  1829

Method Blank - Batch:  680-173764

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   680-173764

Prep Batch: N/A mq185.d

5   g

5   mL

N/A

Units: ug/Kg

Method: 8260B

Preparation: N/A

MSMMB 680-173764/6

Analyte Result Qual MDL RL

2000 U 2000440Acetone

8000 U 80001600Acetonitrile

4000 U 4000960Acrolein

4000 U 40001400Acrylonitrile

200 U 20029Benzene

200 U 20060Bromoform

200 U 20060Bromomethane

1000 U 1000962-Butanone (MEK)

200 U 20044Carbon disulfide

200 U 20033Carbon tetrachloride

200 U 20038Chlorobenzene

200 U 200842-Chloro-1,3-butadiene

200 U 200110Chloroethane

200 U 20044Chloroform

200 U 20040Chloromethane

200 U 200883-Chloro-1-propene

200 U 20068Chlorodibromomethane

400 U 4001801,2-Dibromo-3-Chloropropane

200 U 20068Dibromomethane

200 U 200521,2-Dichlorobenzene

200 U 200641,3-Dichlorobenzene

200 U 200301,4-Dichlorobenzene

200 U 20039Dichlorobromomethane

200 U 20038Dichlorodifluoromethane

200 U 200441,1-Dichloroethane

200 U 200441,2-Dichloroethane

200 U 200601,1-Dichloroethene

200 U 200341,2-Dichloropropane

200 U 20033cis-1,3-Dichloropropene

200 U 20060Ethylene Dibromide

200 U 20052Ethylbenzene

200 U 200140Ethyl methacrylate

1000 U 10001302-Hexanone

200 U 20072Iodomethane

8000 U 80002100Isobutyl alcohol

4000 U 4000920Methacrylonitrile

200 U 20039Methylene Chloride

400 U 400180Methyl methacrylate

1000 U 10001704-Methyl-2-pentanone (MIBK)

1000 U 1000250Pentachloroethane

4000 U 40001000Propionitrile

200 U 20037Styrene

200 U 200961,1,1,2-Tetrachloroethane
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

SolidClient Matrix:

40Dilution:

Date Analyzed:

Lab Sample ID:

07/09/2010  1829

Method Blank - Batch:  680-173764

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Analysis Batch:   680-173764

Prep Batch: N/A mq185.d

5   g

5   mL

N/A

Units: ug/Kg

Method: 8260B

Preparation: N/A

MSMMB 680-173764/6

Analyte Result Qual MDL RL

200 U 200641,1,2,2-Tetrachloroethane

200 U 20076Tetrachloroethene

200 U 20034Toluene

400 U 400120trans-1,4-Dichloro-2-butene

200 U 20025trans-1,2-Dichloroethene

200 U 20035trans-1,3-Dichloropropene

200 U 200241,1,1-Trichloroethane

200 U 200521,1,2-Trichloroethane

200 U 20052Trichloroethene

200 U 20048Trichlorofluoromethane

200 U 200961,2,3-Trichloropropane

400 U 400100Vinyl acetate

200 U 20060Vinyl chloride

400 U 40044Xylenes, Total

Surrogate % Rec Acceptance Limits

4-Bromofluorobenzene 101 65 - 124

Dibromofluoromethane 106 65 - 124

Toluene-d8 (Surr) 104 65 - 132
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/09/2010  1726

07/09/2010  1747

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  680-173764

40

40

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/Kg

Prep Batch: N/A

Analysis Batch:   680-173764

N/A

mq183.d

5   g

5   mL

mq184.d

5   g

5   mL

ug/Kg

Analysis Batch:   680-173764

Prep Batch: N/A

Method: 8260B

Preparation: N/A

N/A

MSM

MSM

LCS 680-173764/4

LCSD 680-173764/5

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

122109 16 - 202 11 50Acetone

117118 63 - 130 1 50Benzene

105105 66 - 127 0 50Bromoform

10591 54 - 146 14 50Bromomethane

131123 19 - 192 7 502-Butanone (MEK)

121110 46 - 134 10 50Carbon disulfide

9888 60 - 136 11 50Carbon tetrachloride

107103 77 - 120 4 50Chlorobenzene

5653 26 - 166 4 50Chloroethane

10996 68 - 127 13 50Chloroform

114100 46 - 137 13 50Chloromethane

107105 70 - 126 2 50Chlorodibromomethane

123120 62 - 140 2 501,2-Dibromo-3-Chloropropane

10093 61 - 138 7 50Dibromomethane

113108 75 - 123 5 501,2-Dichlorobenzene

10299 74 - 123 4 501,3-Dichlorobenzene

109105 75 - 122 4 501,4-Dichlorobenzene

9894 64 - 137 4 50Dichlorobromomethane

9381 17 - 163 14 50Dichlorodifluoromethane

118104 65 - 130 12 501,1-Dichloroethane

8785 62 - 140 3 501,2-Dichloroethane

125114 59 - 137 9 501,1-Dichloroethene

10599 66 - 135 6 501,2-Dichloropropane

10298 66 - 137 4 50cis-1,3-Dichloropropene

9893 61 - 138 6 50Ethylene Dibromide

103100 77 - 121 2 50Ethylbenzene

117123 47 - 151 6 502-Hexanone

113102 65 - 126 10 50Methylene Chloride

10095 50 - 148 5 504-Methyl-2-pentanone (MIBK)

114109 75 - 123 4 50Styrene

114103 72 - 124 11 501,1,1,2-Tetrachloroethane

105104 65 - 130 1 501,1,2,2-Tetrachloroethane

111114 76 - 120 3 50Tetrachloroethene
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/09/2010  1726

07/09/2010  1747

Lab Control Sample/

Lab Control Sample Duplicate Recovery Report - Batch:  680-173764

40

40

Solid

LCS Lab Sample ID:

LCSD Lab Sample ID:

Client Matrix:

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Client Matrix: Solid

Date Prepared:

Units:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

ug/Kg

Prep Batch: N/A

Analysis Batch:   680-173764

N/A

mq183.d

5   g

5   mL

mq184.d

5   g

5   mL

ug/Kg

Analysis Batch:   680-173764

Prep Batch: N/A

Method: 8260B

Preparation: N/A

N/A

MSM

MSM

LCS 680-173764/4

LCSD 680-173764/5

Analyte LCSD QualLCS QualRPD LimitRPDLimitLCSDLCS

% Rec.

115103 67 - 132 11 50Toluene

113103 66 - 127 9 50trans-1,2-Dichloroethene

9792 64 - 138 5 50trans-1,3-Dichloropropene

9988 56 - 140 12 501,1,1-Trichloroethane

10596 62 - 138 10 501,1,2-Trichloroethane

104100 68 - 133 4 50Trichloroethene

6259 33 - 152 5 50Trichlorofluoromethane

117113 65 - 132 3 501,2,3-Trichloropropane

10797 10 - 254 9 50Vinyl acetate

124115 56 - 139 8 50Vinyl chloride

105102 76 - 122 3 50Xylenes, Total

Surrogate LCS % Rec LCSD % Rec Acceptance Limits

4-Bromofluorobenzene 94 99 65 - 124

Dibromofluoromethane 105 122 65 - 124

Toluene-d8 (Surr) 95 101 65 - 132
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

WaterClient Matrix:

1.0Dilution:

Date Analyzed:

Lab Sample ID:

07/07/2010  0344

Method Blank - Batch:  680-173237

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Analysis Batch:   680-173492

Prep Batch:   680-173237

07/02/2010  1354

t4602.d

1000   mL

1   mL

1   uL

Units: ug/L

Method: 8270C

Preparation: 3520C

MSTMB 680-173237/6-A

Analyte Result Qual MDL RL

10 U 100.76Acenaphthene

10 U 100.85Acenaphthylene

10 U 100.69Anthracene

10 U 100.55Benzo[a]anthracene

10 U 100.71Benzo[a]pyrene

10 U 102.6Benzo[b]fluoranthene

10 U 100.87Benzo[g,h,i]perylene

10 U 101.2Benzo[k]fluoranthene

10 U 100.51Chrysene

10 U 101.0Dibenz(a,h)anthracene

10 U 100.531,2-Dichlorobenzene

10 U 100.74Fluoranthene

10 U 100.96Fluorene

10 U 101.0Indeno[1,2,3-cd]pyrene

10 U 100.782-Methylnaphthalene

10 U 100.671-Methylnaphthalene

10 U 100.70Naphthalene

10 U 100.77Phenanthrene

10 U 100.63Pyrene

Surrogate % Rec Acceptance Limits

2-Fluorobiphenyl 88 50 - 113

2-Fluorophenol 67 36 - 110

Nitrobenzene-d5 81 45 - 112

Phenol-d5 72 38 - 116

Terphenyl-d14 91 10 - 121

2,4,6-Tribromophenol 90 40 - 139
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Water

1.0

07/07/2010  1707Date Analyzed:

Lab Control Sample - Batch:  680-173237

Client Matrix:

Lab Sample ID:

Dilution:

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

t4620.d

07/02/2010  1354

Analysis Batch:   680-173489

Prep Batch:   680-173237

1000   mL

1   mL

1   uL

Units: ug/L

Method: 8270C

Preparation: 3520C

MSTLCS 680-173237/7-A

Analyte QualLimit% Rec.ResultSpike Amount

100 83.2 83 45 - 117Acenaphthene

100 94.1 94 51 - 112Acenaphthylene

100 105 105 52 - 116Anthracene

100 97.8 98 49 - 124Benzo[a]anthracene

100 93.4 93 48 - 120Benzo[a]pyrene

100 87.3 87 46 - 126Benzo[b]fluoranthene

100 81.4 81 51 - 117Benzo[g,h,i]perylene

100 93.9 94 47 - 126Benzo[k]fluoranthene

100 106 106 51 - 123Chrysene

100 92.5 92 46 - 124Dibenz(a,h)anthracene

100 48.1 48 39 - 1101,2-Dichlorobenzene

100 102 102 50 - 120Fluoranthene

100 100 100 50 - 115Fluorene

100 87.5 88 40 - 126Indeno[1,2,3-cd]pyrene

100 75.6 76 46 - 1102-Methylnaphthalene

100 71.9 72 41 - 1101-Methylnaphthalene

100 69.5 69 41 - 110Naphthalene

100 102 102 52 - 117Phenanthrene

100 97.2 97 52 - 125Pyrene

Surrogate % Rec Acceptance Limits

2-Fluorobiphenyl 91 50 - 113

2-Fluorophenol 66 36 - 110

Nitrobenzene-d5 74 45 - 112

Phenol-d5 75 38 - 116

Terphenyl-d14 93 10 - 121

2,4,6-Tribromophenol 95 40 - 139
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Quality Control Results

Job Number:   680-58954-1Client:   Solutia Inc.

Sdg Number:  KSX026

Date Analyzed:

Date Analyzed:

Dilution:

Dilution:

07/07/2010  1931

07/07/2010  1955

Water

Matrix Spike/

Matrix Spike Duplicate Recovery Report - Batch:  680-173237

5.0

5.0

MS Lab Sample ID:

MSD Lab Sample ID:

Client Matrix:

Date Prepared:

Date Prepared:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

Injection Volume:

Client Matrix: Water

Analysis Batch:   680-173489

Analysis Batch:   680-173489

07/02/2010  1354

07/02/2010  1354

Prep Batch:   680-173237

Prep Batch:   680-173237

t4626.d

1060   mL

1   mL

1   uL

t4627.d

1060   mL

1   mL

1   uL

Method: 8270C

Preparation: 3520C

MST

MST

680-58954-3

680-58954-3

Analyte MSD QualMS QualRPD LimitRPDLimitMSDMS

% Rec.

33 19 45 - 117 54 40 J F J FAcenaphthene

44 26 51 - 112 52 40 J F J FAcenaphthylene

26 15 52 - 116 53 40 J F J FAnthracene

21 14 49 - 124 41 40 J F J FBenzo[a]anthracene

25 15 48 - 120 50 40 J F J FBenzo[a]pyrene

23 13 46 - 126 55 40 J F J FBenzo[b]fluoranthene

22 14 51 - 117 43 40 J F J FBenzo[g,h,i]perylene

27 17 47 - 126 44 40 J F J FBenzo[k]fluoranthene

25 15 51 - 123 52 40 J F J FChrysene

22 14 46 - 124 45 40 J F J FDibenz(a,h)anthracene

54 43 39 - 110 20 40 J1,2-Dichlorobenzene

25 14 50 - 120 53 40 J F J FFluoranthene

32 19 50 - 115 49 40 J F J FFluorene

23 14 40 - 126 50 40 J F J FIndeno[1,2,3-cd]pyrene

32 20 46 - 110 48 40 J F J F2-Methylnaphthalene

24 13 41 - 110 34 40 J F J F1-Methylnaphthalene

72 58 41 - 110 21 40Naphthalene

29 17 52 - 117 55 40 J F J FPhenanthrene

21 12 52 - 125 55 40 J F J FPyrene

Surrogate MS % Rec MSD % Rec Acceptance Limits

2-Fluorobiphenyl 44 23 50 - 113X X

2-Fluorophenol 57 53 36 - 110

Nitrobenzene-d5 67 67 45 - 112

Phenol-d5 64 71 38 - 116

Terphenyl-d14 9 5 10 - 121X X

2,4,6-Tribromophenol 81 71 40 - 139
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Login Sample Receipt Check List

Client: Solutia Inc. Job Number: 680-58954-1

SDG Number: KSX026

Login Number: 58954

Question T / F/ NA Comment

Creator: Conner, Keaton

List Source: TestAmerica Savannah

List Number: 1

Radioactivity either was not measured or, if measured, is at or below 

background

N/A

The cooler's custody seal, if present, is intact. True

The cooler or samples do not appear to have been compromised or 

tampered with.

True

Samples were received on ice. True

Cooler Temperature is acceptable. True

Cooler Temperature is recorded. True 4.6, 5.0, 4.4 C

COC is present. True

COC is filled out in ink and legible. True

COC is filled out with all pertinent information. True

There are no discrepancies between the sample IDs on the containers and 

the COC.

True

Samples are received within Holding Time. True

Sample containers have legible labels. True

Containers are not broken or leaking. False 1 vial -1 and 2 vials each -4,-5 rec broken

Sample collection date/times are provided. True

Appropriate sample containers are used. True

Sample bottles are completely filled. True

There is sufficient vol. for all requested analyses, incl. any requested 

MS/MSDs

True

VOA sample vials do not have headspace or bubble is <6mm (1/4") in 

diameter.

True

If necessary, staff have been informed of any short hold time or quick TAT 

needs

True

Multiphasic samples are not present. N/A

Samples do not require splitting or compositing. N/A

Is the Field Sampler's name present on COC? N/A

Sample Preservation Verified True
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